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ABSTRACT 


Several  new  spatial  heterodyne  interferometers  were  evaluated  using  ray  tracing  analysis.  A 
spherical  grating  interferometer  was  examined  and  found  to  have  nonlinear  Mnge  patterns  that  are 
difficult  to  interpret.  A  new  plane  grating  interfercHneter  was  designed,  built  and  tested  using  a 
visible  light  laser  as  the  source.  The  new  design  uses  two  mirrors  and  a  single,  planar  diffraction 
grating  to  divide  and  recombine  incident  collimated  light.  The  zero  and  ftrst  order  ray  paths 
recombine  to  produce  a  high  contrast,  linear,  interference  fringe  pattern  suiiabie  for  Fourier 
Transform  analysis.  The  instrument  has  the  potential  to  perform  extremely  high  resolution 
spectroscopy  in  the  FUV  and  EUV  portions  of  the  electromagnetic  spectrum  with  resolving  powers 
on  the  order  of  10^.  High  resolution  analysis  of  emission  line  pxtfiles  should  enable  an  observer  to 
more  accurately  determine  atmospheric  temperature  and  density  profiles.  The  simple,  lightweight 


and  compact  instrument  has  no  moving  parts  and  is  suitable  for  remote  sensing  from  sounding 


rocket  or  satellite  platforms. 
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I.  INTRODUCTION 


The  Naval  Postgraduate  School  (NFS),  in  cooperation  with  the  Naval  Research  Laboratory 
(NRL),  has  conducted  two  sounding  rocket  experiments  since  March  1990.  The  purpose  of  the 
experiments  has  been  to  study  the  ionosphere.  One  of  the  experimental  payloads  aboard  die 
sounding  rockets  is  an  instrument  called  the  MUSTANG  (Middle  Ultraviolet  Spectrograph).  The 
MUSTANG  was  designed  and  built  by  the  NPS  Physics  Department  to  perform  medium  resolution 
observations  of  the  ionosphere  for  emissions  in  the  middle  ultraviolet  band  of  the  electromagnetic 
spectrum.  In  the  same  year,  Nichols  (1990)  at  NPS  began  to  investigate  new  high  resolution 
instrument  designs  to  observe  the  far  ultraviolet  (FUV)  portion  of  the  spectrum.  He  designed  and 
built  a  prototype  interferometer  using  all-reflective  optics  and  a  spherit  al  grating.  A  feasibility  test 
with  a  visible  light  source  was  conducted  in  the  laboratory  (Oeary  et  al.,  1992)  This  thesis  is  a 
continuation  of  that  project. 

The  requirements  to  study  the  ionosphere  have  been  established  by  many  organizations, 
including  the  Department  of  Defense  (EKDD).  Mapping  of  the  electron  density  i .  the  ionosphere  is 
one  specific  requirement,  for  it  has  important  implications  with  the  transmission  of  electromagnetic 
waves.  The  mapping  task  is  not  simple  because  the  ionosphere  is  very  dynamic  and  complex. 
Local  snapshots  of  certain  parameters  are  obtained  today  by  systems  that  measure  portions  of  the 
ionosphere  from  ground  or  sounding  rocket  platforms.  In  order  to  observe  broader  regicais  and 
measure  other  parameters,  it  is  desirable  to  have  an  instrument  capable  of  remote  sensing  from  a 
satellite.  This  is  the  ultimate  goal  for  the  instrument  presented  in  this  thesis. 

The  focus  of  this  thesis  is  to  develop  a  high  resolution  interferometer  suitable  for  use  in 
aeronomy,  which  is  the  scientific  term  for  the  study  of  planetary  atmospheres.  Although  the 
interferometer  may  have  applications  in  aeronomy  fen*  other  planets,  the  focus  for  this  insnument  is 
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on  the  earth’s  atmospheric  emissions  in  the  FUV  band  of  1000  to  2000  A.  Specific  constituents 
can  be  identified  by  detection  of  these  emissions  with  lower  resolution,  broad  band  instmments.  A 
high  resolution  interferometer  will  serve  as  the  tool  to  perform  a  detailed  study  of  a  specific 
emission  line  in  order  to  extract  temperature  or  radiation  transport  information.  The  next 
generation  interferometa-  from  this  basic  design  may  caacentrate  on  wavelengths  below  1000  A  in 
the  extreme  ultraviolet  (EUV)  region. 

A.  THESIS  OBJECTIVES 

The  primary  objective  for  this  thesis  was  to  design  an  instrument  with  the  potential  to  meet  the 
requirement  for  a  high  resolution  FUV  interferometer  suitable  for  ionospheric  studies.  This 
objective  was  first  pursued  by  conducting  a  ray  trace  analysis  of  a  previous  design.  Initial  results 
of  the  ray  tracing  led  to  a  redesign  of  the  instrument.  A  new  prototype  was  built,  and  a  feasibility 
test  was  performed  in  the  laboratory  by  using  %...ible  light. 

The  design  constraints  remained  the  same  as  the  previous  design.  (Nichols.  1990). 
Specifically,  these  constraints  were  to  ; 

1.  Operate  in  the  FUV  and  EUV  (reflective  surfaces  only). 

2.  Be  sensitive  to  low  intensity  atomic  emissions  (minimize  losses). 

3.  Have  a  high  resolution  across  a  narrow  bandwidth. 

4.  Be  compact  and  lightweight. 

5.  Be  suitable  for  the  space  flight  environment. 

6.  Be  ectmomical  and  cost  effective  (addititmally  imposed  cmistraint). 

B.  THESIS  OUTLINE 

Chapter  11  includes  an  overview  of  the  earth’s  atmosphere,  the  ionosphere  and  the 
electromagnetic  propagation  characteristics.  Ionospheric  observations  and  motivat  on  for  .study  are 
also  discussed,  along  with  background  on  the  ray  trace  programs  used  in  the  thesis.  The  theory  in 
Chapter  III  includes  a  brief  review  of  interference  and  diffraction  theory,  interferometric  devices 
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and  spectral  line  broadening.  Chapter  IV  provides  the  procedures  and  results  for  the  ray  tracing 
and  the  feasibility  test  of  the  interferometer.  Chapter  V  discusses  the  conclusions  and 
recommendations  for  further  study.  The  Appendices  provide  the  text  files  from  the  ray  trace 
programs. 
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n.  BACKGROUND 


This  chapter  provides  the  fouodatioa  and  motivation  behind  the  developmoit  of  an  FUV 
interferometer.  The  earth's  atmosphere  is  discussed  as  the  medium  of  interest.  A  high  resoiuhon 
interferometer  provides  the  tool  to  analyze  and  understand  in  more  detail  the  processes,  profiles  and 
dynamics  in  the  atmosphere.  A  deeper  understanding  of  the  atmosphere  enhances  the  applications 
in  fields  such  as  communications,  navigation,  and  over-the-horizon  radar  (OTHR).  the 
environmental  sciences  and  astronomy. 

A.  ATMOSPHERE  OF  THE  EARTH 

The  following  is  a  general  overview  with  emphasis  on  specific  areas  of  interest  pertaining  to 
the  FUV  interferometer  and  its  applications.  A  detailed  description  of  the  atmosphere  is  beyond 
the  scope  of  this  thesis,  but  it  may  be  found  in  a  text  such  as  Green  and  Wyatt  (1965). 

The  atmosphere  of  the  earth  is  generally  categorized  by  a  physical  variable  cm-  property  such  as 
temperature,  composition,  chemical  reactions  and  electrical  characteristics.  These  categories 
divide  the  atmosphere  into  "shells"  containing  common  properties  or  characteristics. 

1.  Atmospheric  Temperature  and  Composition  Profile 

Four  regions  or  shells  make  up  the  temperature  divisions  of  the  atmosphere.  Each  shell  is 
separated  by  a  transition  region  typically  defined  by  an  inflection  point  on  the  temperature  {xofile. 
The  troposphere  is  the  lowest  region,  followed  by  the  stratosphere,  mesosphere,  and  the 
thermosphere.  Different  sources  provide  the  warming  in  certain  portions  of  the  atmc^phere.  In 
the  case  of  the  troposphere,  the  surface  of  the  earth  {»x>vides  the  warming.  In  the  stratosphere 
warming  is  caused  by  the  absorption  of  UV  solar  radiation  by  the  ozone.  The  heating  in  the 
highest  region,  the  thermosphere  is  caused  by  solar  wavelengths  at  less  than  1750  A.  This  region 
is  of  the  most  interest  for  applications  discussed  in  this  thesis.  The  temperature  and  composition 
distributions  of  the  atmosphere  are  illustrated  in  Figure  1. 
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Figure  1  Atmospheric  Regions  and  Temperature  Profile 
(from  Banks  and  Kockarts,  1973) 

Three  regions  or  shells  can  be  described  by  categorizing  the  atmosphere  according  to  its 
composition.  The  homosphere  is  the  lowest  region,  extending  from  the  surface  to  the  homopause 
located  at  an  altitude  of  about  80-  100  km.  Below  the  homopause,  the  mean  molecular  weight  is 
constant  with  fairly  uniform  composition,  and  die  primary  transport  mechanism  is  eddy  diffusion. 

The  heterosphere  lies  above  the  homopause  and  has  a  significant  variation  of  composition 
with  altitude.  Molecular  weight  decreases  with  increasing  altitude  and  molecule  dissociation 
begins  to  occur.  Unlike  the  homosphere,  there  is  very  Utde  vertical  mixing  in  the  heterosphere. 
The  atmospheric  constituents  diffuse  at  a  rate  that  depends  on  their  atomic  mass.  Molecular 
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diffusion  is  the  primary  transport  mechanism  in  the  heterosphere.  Above  a  certain  altitude, 
collision  between  atoms  becomes  extremely  remote.  This  altitude  is  called  the  critical  level  and 
marks  the  start  of  the  exosphere.  At  this  critical  level,  a  fraction  of  the  high  velocity  particles  may 
have  a  trajectory  that  allows  them  to  escape  the  earth's  atmosphere. 

2.  Ionosphere 

The  ionosphere  is  that  regitai  of  the  atmosphere  where  electrical  prt^rties  affect  the 
propagation  of  electromagnetic  radiation.  Although  electrically  neutral  as  a  whole,  the  ion  mass 
can  be  over  50,000  times  as  massive  as  the  electron  mass;  hence,  ion  mobility  is  significantly  less 
than  electron  mobility  and  can  be  ignored  for  the  general  case.  It  is  the  free'inoving  electrcns  that 
interact  with  radio  waves  and  are  of  primary  interest  in  the  study  of  the  ionosphere.  Knowledge  of 
the  electron  density  profiles  enhances  accurate  predictions  of  the  propagation  characteristics  for  the 
ionosphere. 

The  ionization  processes  that  occur  in  the  ionosphere  are  many  and  complex.  A  detailed 
description  can  be  found  in  Banks  and  Kockarts  (1973).  The  primary  process  for  electron 
production  is  the  pbotoionization  process  generalized  by 

Af  +  /tv  =  Af'  +  e'  .  (1) 

where  M  is  either  a  molecule  or  atom,  /iv  is  the  photon,  Af**  is  the  ion  and  e'  is  the  electron.  The 
ionization  rate  will  be  a  function  of  die  density  of  the  species  Af  and  {^oton  flux,  all  of  which  vary 
with  altitude. 

The  iemospbere  is  divided  into  several  layers  which  vary  with  night,  day,  latitude  and  solar 
cycle.  The  superposition  of  fliese  layers  constructs  the  profile  of  the  iemospbere.  The  lowest  layer 
is  the  D  region,  which  extends  from  50  to  90  km  with  a  maximum  density  of  10’  c  /  cm ' .  This 
region  is  only  weakly  ionized  during  the  day  and  may  completely  disappear  at  night,  except  in  the 
auroral  and  polar  latitudes.  Molecules  of  O2  and  N2  are  ionized  by  X-ray  radiation,  and  NO  is 
ionized  by  due  to  Lyman  a  radiation  at  1216  A.  Figure  2  illustrates  the  average  daytime  election 
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ALTITUDE  Ikm) 


density  distribution  and  the  priXKiple  ions  in  the  ionosphere,  along  wiA  the  incident  radiation  at 
various  levels. 


Figure  2 

Average  Daytime  Electron  Distribution,  Principal  Ions  and  Regions 
(from  Banks  and  Kockarts,  1973) 

The  E  region  extends  from  85  to  140  km  with  a  daylight  maximum  electron  density  of 
approximately  10’  e  /  cm’  at  100  km.  The  E  region  diminishes  at  night  to  low  electron  densities 
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that  are  latitude  dependent.  Soft  X-rays  and  ultraviolet  incident  radiation  is  responsible  for  die 
production  of  the  dominant  ion  species  NO'*'  and  02’*'  in  this  region. 

The  final  region  is  broken  down  into  the  Fj  and  F2  layers.  The  Fj  extends  from  140  to 
200  km  and  creates  a  daytime  ledge  of  the  F2  region,  which  extends  above  200  km.  Electron 
density  of  the  Fj  region  may  be  as  hig^  as  3x10’ e  /  cm’.  Hus  density  is  directly  proportional  to 
the  amount  of  solar  activity.  The  F2  region  contains  the  largest  electron  density  (2x10*  e  /  cm’  in 
the  day  and  about  10’  at  night).  The  F}  and  F2  regions  merge  to  form  a  single  region  at  ni^t. 

3.  Electromagnetic  Wave  Propagation 

The  ionospheric  influence  on  radio  waves  is  significant  and  is  the  basis  for  a  great  deal  of 
interest  in  the  investigation  of  the  ionosphere.  The  radio  frequency  (RF)  atmospheric  window 
ranges  from  10  MHZ  •  20  GHZ.  Due  to  interaction  with  electrons,  radio  wave  frequencies  must 
be  higher  than  what  is  termed  the  "plasma  frequency"  in  order  to  pass  through  the  atmosphere  and 
ctHnmunicate  with  a  satellite  or  probe.  The  plasma  frequency  is  the  natural  oscillation  that 
electrons  have  about  stationary  ions.  Reflection  of  RF  waves  occurs  if  frequencies  are  below  this 
critical  frequency.  This  reflection  is  desired  for  OTHR  and  "skip"  communications,  but  the 
characteristics  of  the  "mirror"  must  be  known  to  evaluate  system  performance  and  accuracy.  This 
establishes  the  DOD  requirement  for  an  accurate  electron  density  "map"  of  die  ionosphere. 

B.  OBSERVATIONS  OF  THE  IONOSPHERE 

Observations  of  the  ionosphere  have  been  conducted  by  numerous  sources  to  date.  The 
observations  may  be  from  ground  RF  stations,  sounding  rockets  or  satellites,  with  each  having 
their  advantages.  One  majOT  limiution  of  ground  based  itmosoode  systems  is  that  they  provide 
local  layer  data  only,  and  must  be  combined  with  other  ionosonde  systems  around  the  world  to 
provide  any  kind  of  global  coverage.  The  ultimate  goal  is  to  determine  the  electron  density  profiles 
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of  the  ionosphere  on  a  continuous  basis  and  with  increased  global  coverage.  Remote  sensing  frcmi 
a  space  based  platform  has  the  most  potential. 

1.  NPS  Observations 

NFS  has  been  working  with  the  Naval  Research  Laboratory  (NRL)  in  performing 
ionospheric  observations  from  sounding  rockets.  Two  rockets  have  been  launched  tiom  the  White 
Sands  Missile  Range  in  New  Mexico  with  two  instruments  onboard.  One  instrument,  NRL's  High 
Resolution  Airglow  and  Aurora  Spectrograph  (HIRAAS).  observes  the  F2  regjcm  for  emissions 
at  834  A.  HIRAAS  is  an  electro-photographic  instrument  with  a  band  width  of  500  to  1500  A  wd 
a  resolvable  wavelength  difference  (AX)  estimated  to  be  between  0.1  to  O.S  A.  The  odier 
instrument  is  the  MUSTANG,  which  observes  emissions  primarily  from  N2  and  NO  in  a  band 
width  of  1800  to  3400  A.  The  MUSTANG  has  a  resolution  of  about  10  A  (Anderson,  1990; 
Chase.  1992).  The  MUSTANG  uses  an  Ebert-Fastie  spectrograph  configuration  and  is  scheduled 
for  another  launch  in  1993  from  Poker  Flat.  Alaska. 

The  Ionospheric  Spectroscopy  And  Atmospheric  Composition  (ISAAC)  instrument  is  a 
second-generation  MUSTANG  being  designed  at  NPS  for  follow-<m  experiments.  Designed  to 
have  a  resolution  of  about  1.5  A,  this  instrument  is  scheduled  to  be  launched  in  1995  on  a  low 
earth  orbiting  science  satellite  called  ARGOS. 

2.  Motivation  for  Study 

The  MUSTANG  is  satisfactory  for  performing  broad  bandwidth  observations  at  medium 
resolution.  The  resolving  power  of  the  MUSTANG  is  approximately  X/AX  ■  25(X)/10  »  250, 
which  is  adequate  for  identifying  spectral  line  intensity  and,  therefore,  cmnposition  of  the 
atmosphere.  The  second-generation  ISAAC  will  have  a  resolving  power  on  the  twder  of  10^.  This 
should  provide  the  capability  to  measure  neutral  temperatures  in  the  thermosphere.  (Cleary  et  al.. 
1992) 
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With  an  instrument  capable  of  obtaining  a  resolving  power  on  ttie  order  of  10^,  a  detailed 
analysis  of  the  emission  line  profiles  could  be  accomplished.  From  this  analysis,  radiation 
transport  and  more  accurate  temperature  information  could  be  extracted  from  ttK  emission  lines 
(Cleary  et  al.,  1992).  In  addition,  there  is  the  potential  to  use  the  higher  resolution  to  single  out 
individual  emission  lines  from  the  strong  solar  ccmtinuum  or  to  isolate  very  close  emission  lines. 
An  example  is  the  atomic  oxygen  triplet  in  die  1304  A  region.  With  detailed  analysis  of  the  1304 
A  emission,  an  estimation  of  atomic  oxygen  density  can  be  inferred.  This  is  die  motivation  bdiind 
the  high  resolution  interferometer  design  in  this  thesis. 

C.  RAY  TRACING  PROGRAMS 

Two  personal  computer  programs  were  used  to  conduct  the  ray  trace  analysis  of  the 
designed  interferometers.  One  program  is  a  commercial  product,  and  the  other  was  developed  at 
NFS.  The  programs  are  based  on  geometric  qitic  principles  and  not  the  electromagnetic  wave 
theory.  The  brief  descriptions  include  the  input  and  output  format  for  each  program,  as  well  as 
the  capabilities,  limitations,  and  characteristics. 

1.  Beam  Four  Optical  Ray  Tracer 

Beam  Four  is  a  ray  tracing  program  that  was  developed  by  and  is  commercially  distributed 
by  Stellar  Software  in  Berkeley,  CA.  The  program  runs  on  DOS-based  personal  computers  and 
provides  accuracy  to  12  significant  figures  when  used  with  a  math  coprocessor.  A  detailed 
discussion  of  the  themy  of  ray  tracing  is  available  in  Kingslake  (1978). 

The  input  format  consists  of  tabulated  data  for  the  type  and  position  of  both  source  and 
optical  elements.  The  source  data  is  listed  in  a  file  with  a  ".RAY"  file  extension  name,  which  lists 
the  wavelength,  position,  initial  angle  of  each  ray,  along  with  a  column  for  goal  and  actual  final 
position.  The  optical  elements  file  is  given  an  ".OPT'  file  extension  and  lists  the  type,  position, 
size,  orientation  and  desired  diffraction  order.  Beam  Four  has  an  AUTOADJUST  feature  that 
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solves  iterarively  for  a  solution  to  optimize  position  or  shape  of  an  optical  element  for  a  desired  or 
"goal"  outcome. 

Beam  Four  output  comes  in  a  variety  of  formats,  iiKluding  quantitative  tables,  plots,  and  a 
diagram  of  system  layout.  Performance  of  the  optical  system  may  be  evaluated  with  tolerance 
error  calculations  and  spot  diagram  analysis. 

Beam  Four  was  designed  as  a  ray  tracer  and  does  not  take  into  account  the  electromagnetic 
wave  theory  principles.  A  ray  has  no  lateral  width,  angular  parameters  or  polarization.  The 
program  provides  ray  path  information  only. 

2.  Dudley  Atkinson  Ray  Tracer  (DART) 

DART  is  a  personal  computer  program  developed  as  a  thesis  project  at  the  Naval 
Postgraduate  School.  The  program  is  based  on  a  FORTRAN  ray  tracing  code  written  by  Diane 
Prinz  at  NRL  in  Washington,  D.C.  The  initial  code  was  converted  into  a  Turbo  Pascal 
programming  code  with  additicmal  features.  For  a  detailed  description  with  supporting 
documentation,  see  Adcinson  (1993). 

A  user-friendly  screen  format  enables  the  user  to  input  beam  source  and  optical  elements 
into  one  file  tagged  with  a  ".RTD”  file  extension.  Wavelength,  position  and  orientation  of  ray 
source  is  input,  followed  by  the  optical  elements  in  the  sequence  of  ray  path  interaction.  Optical 
elements  are  specified  by  type,  size,  position,  orientation,  and  desired  diffraction  order. 

Output  formats  include  text  files  of  run  results,  spot  diagrams  and  interference  diagrams. 
Calculation  accmacy  is  at  least  to  14  significant  figures  using  a  math  coprocessor.  The 
interference  feature  was  added  on  to  the  initial  code  and  {novides  an  interference  pattern  based  on 
path  length  differences.  Input  rays  can  be  randomly  scattered  and  then  re-run  with  the  same 
pseudo-random  scatter  on  different  optics  for  interference  analysis. 
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DART  has  the  same  restriction  as  Beam  Four  in  that  it  is  a  geometric  optics  ray  tracer  and 
does  not  take  into  account  the  electromagnetic  wave  theory.  Each  ray  has  iK)  lateral  width  or 
angular  parameter. 
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III.  THEORY 


The  following  discussion  {HX)vides  the  foundation  necessary  to  describe  the  operation  of  the 
interferometer.  First,  a  review  of  interference  and  difiraction  properties  is  {resented,  followed  by  a 
discussion  of  diffraction  gratings  and  interferometric  devices.  Lastly,  a  brief  discussion  on  spectral 
line  broadening  is  presented  as  substance  for  the  purpose  of  a  high  resolution  interfermneter. 

Optical  devices  are  described  with  applications  in  the  visible  portion  of  the  electttxnagnetic 
spectrum  and  then  are  developed  to  include  die  ultraviolet  portion  of  the  spectrum.  A  detailed 
discussion  is  beyond  the  scope  of  this  thesis  but  may  be  referenced  horn  the  optics  text  sources 
such  as  Hecht  (1968),  Young  (1986),  or  Jenkins  and  White  (1976). 

A.  INTERFERENCE  AND  DIFFRACTION 

Interference  and  diffraction  are  presented  separately,  although  distinction  between  the  two 
is  sometimes  used  interchangeably. 

1.  Interference 

Interference  is  the  phenomencm  that  occurs  when  radiation  emanating  from  a  source 
recombines  after  traveling  over  two  different  paths.  Interference  can  be  described  with  the 
classical  wave  theory  of  li^t. 

There  are  two  transverse  vector  components  that  make  up  light,  the  magnetic  field  and  the 
electric  field.  It  is  the  electric  field  intensity  E,  or  actually,  the  time  average  of  the  magninide  of 
the  electric  field  intensity  squared,^  *  E  =  (£*),  that  is  of  most  interest  in  optics.  This  quantity, 
called  irradiance  (1),  is  what  is  actually  sensed  by  a  detector. 

The  first  discussion  relates  to  the  superposition  of  two  waves  emanating  from  the  same 
source  and  traveling  in  die  same  direction.  To  simplify  the  development,  assumptions  are  made  in 


order  to  perform  scalar  manipulations  of  what  is  generally  a  vector  representation  of  a  light  wave 
equation.  If  the  polarization  of  two  waves  are  aligned,  the  magnitudes  of  the  electric  field  intensity 
are  equal,  and  the  phase  difference  between  the  two  waves  is  (|) .  The  complex  representation  for 
two  waves  emanating  from  the  same  source  traveling  in  the  x  direction  are 


£,  =  Ae 

(2) 

and 

£j  = 

<3) 

where  A  is  the  field  amplitude,  k  is  the  wave  number  (/:  =  2n/A,),  (D  is  the  angular  frequency,  and 
<)>  is  the  phase  shift  or  difference  between  the  two  waves. 

The  sum  of  the  electric  fields  is 

£:  =  £,+£j  =  +  .  (4) 

where  the  last  parenthetical  term  may  be  rewritten 


(1 +?■'*)  =  e 


Now  the  irradiance  may  be  written 


,i  . 

He 


^  =  2e 


^  cos(— ) 


(5) 


/  =  £*£=4A*cos^^)  .  (5) 

2 

which  is  a  maximum  when  (|i  =2m7C  and  a  minimum  for  ^s(2nH-l)7C  for  any  integer  m  or  zero. 

A  plane  of  constant  phase  that  is  perpendicular  to  the  direction  of  propagation  is  called  a 
wave  front.  Interference  can  result  after  the  splitting  of  a  wave  front  into  two  paths,  which  creates 
a  phase  shift  due  to  a  path  loigth  difference.  In  fact,  the  phase  difference  ^  is  really  a  combination 

of  path  length  difference  and  initial  phase  shift  difference. 

Wave  front  splitting  and  amplitude  splitting  are  common  as  beam  splitter  processes  in  an 
interferometer.  Amplitude  splitting  occurs  in  a  partially  silvered  glass  that  a  Michelson 
interferometer  uses  and  is  discussed  in  the  Interferometric  Devices  section. 
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The  best  example  of  wave  front  splitting  may  be  the  double-slit  interference  example.  For 
the  illustration,  assume  a  monochromatic  plane  wave  strikes  an  opaque  screen  with  two 
infinitesimally  narrow  slits  spaced  a  distance  d  apart  as  is  depicted  in  Figure  3. 


Figure  3  Double-Slit  Interference 

With  the  screen  a  large  distance  (L)  away  from  the  slits,  the  path  length  difference,  which 
in  the  above  figure  is  r2*ri«  approximately  equal  to  dsinO.  The  optical  path  difference  is 
therefore  defined  as:  OPO  =  dsin9 .  The  resultant  E  field  at  point  P  can  be  written  as 

£  =  Ac  (I -be-"™®)  ,  (7) 

which  is  similar  to  Equation  4,  except  that  the  phase  difference  in  this  case  is  given  by 
^-kdsmd. 
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The  irradiance  is  rewritten  with  a  substitution  for  the  wave  number. 


/  =  4^4  cos  (— )  =  4/l  cos  ( 

2 


-)  =  4A"cos"(- 


(8) 


Equation  8  shows  that  irradiance  is  a  nuuumum  when  the  OPD  is  an  integer  muldpie  of  X 
(OPD  *  mX)  and  is  a  minimum  when  OPD  » (m+l/2)X . 

The  double-slit  interference  pattern  will  not  extend  off  to  infuiity  from  the  center  line  axis 
for  two  reasons:  The  first  reason  is  from  the  assumption  of  infinitesimally  wide  slits  radiate 
uniformly  in  all  directions.  Due  to  diffraction  effects,  the  light  does  not  radiate  uniformly  but 
actually  falls  off  to  zero  for  large  angles.  Diffiachon  is  discussed  in  the  next  section.  The  other 
reason  fringe  degradation  occurs  is  due  tc  the  coherence  length  as  discussed  below. 

Figure  4  depicts  light  incident  on  a  double  slit.  .^jt  h^s  a  coherence  length  (Ax^.) 

which  is  characteristic  for  a  quasi  monoc^junuac  light  wave.  Light  does  not  propagate  as  a 
perfect  sinusoid  but  rather  in  wave  :n‘oups  that  appear  sinusoidal  for  some  specified  coherence 
length.  This  is  described  as  a  photon  wave  train.  In  part  (a)  of  the  figure,  the  OPD  exceeds  the 
coherence  length,  and  identically  paired  wave  groups  do  not  arrive  at  P  at  the  same  time.  In  Figure 
4(b),  the  OPD  is  within  the  coherence  lengtii;  therefore,  the  phases  are  somewhat  correlated, 
forming  a  stable  interference  pattern.  If  the  coherence  lengdi  is  long,  as  is  the  case  with  a  laser,  the 
OPD  can  vary  over  a  greater  range  for  stable  interference  patterns.  It  is  for  this  reason  interference 
patterns  are  easy  to  produce  with  a  laboratory  laser. 

Coherence  length  is  not  constant  for  a  particular  radiation  source.  Each  transition  has  an 
associated  coherence  length.  Coherence  l«igth  is  related  to  coherence  time  { Ar^  )  by  the  speed  of 

light  c. 


Ax^  =  cAr^ 


(9) 


The  coherence  time  is  inversely  related  to  the  frequency  line  width  of  a  spectral  line.  This  ties  in 
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with  the  line  broadening  mechanisms  discussed  later  in  this  chapter.  Therefore,  a  measure  of  the 
coherence  length  provides  infcamation  on  the  line  width  of  a  spectral  line. 


Figure  4  Coherence  Length  Illustration  (from  Hecht,  1987) 

2.  ENffractioa 

Diffraction  is  the  phenomenon  that  occurs  when  wave  fronts  interact  with  an  obstruction. 
Generally,  diffraction  theory  is  broken  into  two  regions  of  interest;  The  first  is  the  near  field,  when 
the  plane  of  observation  is  in  near  proximity  to  the  obstruction.  The  second  is  the  far  field. 
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whereby  the  plane  of  observation  and  the  source  is  distant  to  the  obstruction.  The  far  field  Of 
Fraunhofer  diffraction  is  applicable  to  this  thesis  and  is  the  only  portion  discussed. 

In  order  to  model  difftaction  characteristics,  it  is  common  to  use  Huygens's  construction. 
The  basis  for  Huygens's  constructioo  is  that  for  every  point  across  an  apemne,  there  radiates  an 
individual  spherical  wavelet.  When  the  wavelets  are  combined,  they  produce  a  wave  front 
corresponding  to  a  constant  phase  as  illustrated  in  Figure  S.  In  the  central  portion  of  the  aperture, 
the  wave  fronts  continue  to  propagate  in  the  same  direction  that  is  normal  to  the  aperture.  Closer 
in  toward  the  edges  of  the  aperture,  "bending”  takes  place.  Ultimately  at  far  distances  from  die 
aperture,  the  entire  wave  fronts  become  spherical. 


Figure  5  Huygens's  Construction  (from  Ymmg,  1986) 

The  wave  fronts  in  the  last  figure  can  be  applied  to  the  constant  phase  points  on  the 
spherical  wavelets  emanating  from  multiple  slits.  If  an  opaque  screen  with  multiple  slits  is 
illuminated  by  mcmochromatic  light,  the  wave  fronts  propagate  in  directions  corresponding  to 
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different  diffraction  orders.  This  is  illustrated  in  Figure  6  in  which  the  propagation  direction  is 
indicated  for  the  orders  m  >  i ,  0  and  -1 . 


The  grating  equation  describes  the  relationships  in  Figure  6, 

mX  =  a  sin  0^  ,  (10) 

where  m  is  the  order,  X  is  the  wavelength,  a  is  the  distance  between  the  center  of  the  apertures,  and 
6^  is  the  deflection  angle  of  the  order  from  grating  normal.  The  characteristics  of  a  transmission 
grating  are  provided  by  Equation  10  and  Figure  6. 

B.  REFLECTION  GRATING 

A  reflection  grating  is  similar  to  the  transmission  grating,  except  the  differences  in  path  length 
are  generated  in  the  groove  depth  and  spacing.  If  incident  light  is  normal  to  the  grating,  the  grating 
equation  is  the  same  as  Equation  10.  If  the  incident  light  is  oblique  to  the  grating  normal,  the 
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grating  equation  becomes 


mA,  -  a(sm9,  +  sin0, )  .  (11) 

where  the  incident  angle  (6  j )  and  diffraction  angle  (0  (j)  are  measured  clockwise  from  tte  grating 
normal.  Figure  7  illustrates  the  reflected  orders  off  of  a  grating  with  oblique  incidence. 


Figure  7  Reflection  Grating  With  Oblique  Incidence 
C.  INTERFEROMETRIC  DEVICES 
1.  All-reflection  InterferonKtcr 

The  emissions  of  interest  in  this  thesis  fall  into  the  EUV  and  FUV  portion  of  the  sp«:trum. 
Interfercaneters  require  the  use  of  reflective  optics  due  to  the  opacity  of  materials  for  waveioigths 
in  this  region.  Several  all-reflection  interferometers  using  diffraction  gratings  as  beam  splitters 
have  been  built  and  evaluated  (Roesler  and  Harlander,  1990;  Fonck  et  al.,  1978;  Kruger  et  ai.. 
1972;  Kruger  et  al.,  1973).  In  the  design  of  a  FUV  and  EUV  instrument,  consideration  must  be 
given  to  minimize  the  number  of  reflections  that  occur  for  each  path  due  to  the  reduction  in 


intensity  at  each  reflection.  The  optimization  of  the  tiirou^put  of  the  instrument  is  particularly 
important  due  to  the  low  reflectivity  in  the  ELTV/FUV  region. 

A  detailed  discussion  on  the  development  and  design  of  the  spherical  grating  interferometor 
designed  at  NFS,  can  be  found  in  the  thesis  by  Nichols  (1990).  The  spherical  grating  design  is 
based  on  the  Rowland  Circle  Mount  spectrometer.  A  general  layout  of  the  spherical  grating 
interferometer  and  the  basic  principles  are  presented  in  this  section  as  background. 

The  Rowland  circle  has  a  diameter  equal  to  the  radius  of  curvature  of  the  spherical 
grating.  The  optical  characteristics  are  such  that  light  emanating  from  a  point  source  on  the 
Rowland  circle  diffracts  off  of  the  spherical  grating  and  focuses  back  onto  the  Rowland  circle. 
Light  at  different  wavelengths  would  focus  at  different  positions  along  the  detector.  A  diagram  of 
the  Rowland  Circle  Mount  is  shown  in  Figure  8.  The  spherical  grating  model  extends  this  into 
another  dimension. 


Figure  8  Rowland  Circle  Mount 
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2.  Modified  Michelson  IntMferometer 


The  Michelson  interferometer  is  probably  the  most  notable  interferometric  device.  The 
conventional  Michelson  interferometer,  shown  in  Figure  9,  is  an  ampiimde-splitting  interferometer. 


Figure  9  Conventional  Michelson  Interferometer 
Collimated  light  illuminates  the  beam  splitter,  which  is  simply  a  partially  silvered  mirror. 
From  this  position,  the  beam  continues  to  travel  as  a  plane  wave  but  splits  into  two  directions:  One 
direction  toward  the  fixed  minor  and  the  other  toward  the  movable  minor.  Reflection  occurs  off 
of  both  of  the  minors,  and  die  plane  waves  recombine  at  the  beam  splitter  with  a  portion  of  the 
recombined  plane  waves  falling  upon  the  detector.  If  die  optical  path  lengths  of  the  two  paths  are 
the  same,  the  result  is  constructive  interference  at  the  detector.  The  movable  minor  drives  the 
interference  characteristics  with  the  irradiance  varying  from  bright  (constructive  interference)  to 
dark  (destructive  interference)  to  bright  again  as  the  movable  mirror  traverses  one-half  wavelength. 
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This  mirror  scan  and  the  mirrors  themselves  can  be  eliminated  by  the  introduction  of  a 
diffraction  grating,  a  wavelength  dependent  optical  element.  Recall  that  for  a  given  diffraction 
grating,  the  direction  that  wave  fronts  proceed  after  diffraction  depends  upon  tfw  radiation 
wavelength,  order  and  incidence  angle  (see  Equation  II).  This  wavelength  dependence  provides 
interesting  characteristics  for  the  interferometer.  If  the  mirrors  on  the  Micfcwlson  interferometer  are 
replaced  with  properly  oriented  diffraction  gratings,  as  in  Figure  10  below,  a  reflected  wave  ftont 
can  be  returned  to  the  beam  splitter  in  a  fashion  sunilar  to  the  conventicnal  Michelson 
interferometer.  To  reflect  the  incident  beam  directly  back  to  the  beam  splitter,  the  angle  6  must 
equal  to  one  of  the  diffraction  angles  (6  j). 


Figure  10  Modified  Michelson  Interferometer  with  Gratings 
Suppose  the  gratings  are  positioned  such  that  the  minus  one  diffraction  angle  is  equal  to  die 
iiKident  angle.  The  device  is  "tuned"  to  a  particular  wavelength  of  lij^t,  denoted  by  Xq,  by  first 
making  the  optical  path  distances  the  same  for  each  path.  and.  second,  by  rotating  both  gratings  to 
the  angle  0  described  above.  From  this  "tuned"  Xq  position,  the  input  wavelength  is  determined 
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by  the  spatial  fringe  pattern  on  the  position  detector.  The  spatial  pattern  is  a  function  of  the 
difference  in  wavelength  from  In  order  to  better  visualize  the  (^ration  of  the  tfevice  and  the 
characteristics  of  the  interference,  assume  plane  waves  of  wavelength  k  »  are  input  into 

the  device.  According  to  the  grating  equation,  the  first  order  will  reflect  off  of  the  grating  at  an 
angle  equal  to  the  sum  of  6  and  some  difference  angle  AS  due  to  the  AX  .  These  in  turn  creates 
plane  waves  that  recombine  at  the  beam  splitter  wittt  the  same  difference  angle  A8,  dius  creating 
interference  fringes  at  the  overlap  points.  Figures  1 1  and  12  illustrate  the  principles  of  operation. 


Figtue  1 1  Michelson  Interferometer  Modified  with  Rotated  Gratings 
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Figure  12  Expanded  View  of  Interference  at  Detector  with  Normalized  Intensity  Plot 
The  Fourier  Transform  of  die  pattern  in  Figure  12  would  be  a  delta  function  corresponding 
to  the  spatial  frequency  of  the  interference  pattern.  This  spatial  frequency  of  this  pattern  is 
directly  proportional  to  AX,.  This  is  termed  "spatial  heterodyning"  since  the  reference  point  on  a 
spatial  frequeiKy  scale  is  not  zero,  as  it  would  be  on  a  scanning  interferometer.  Instead,  the 
reference  point  ctnresponds  to  the  "tuned"  Xq  wavelength  condition. 

To  develop  the  details  of  this  interferometer  further,  consider  the  grating  equation  for  off- 
axis  incident  rays, 

—  X  =  sm0;  +  sinSj  ,  (12) 

a 

where  m  is  the  order,  a  is  the  spacing  between  lines  on  the  grating,  0,  is  the  incidence  angle  and  0^ 
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is  the  angle  of  the  m*  diffraction  order.  Assuming  first  order  (m  «  1),  the  "tuned"  condition  for 
Xq  is  specified  by  setting  the  incident  angle  equal  to  the  diffraction  angle  (0,  =0^  =  0 ).  Equation 

(12)  can  then  be  rewritten  as 

sin(0)  =  ^  .  (13) 

which  provides  the  grating  angle  for  the  tuned  wavelength  ccmdition. 

With  the  reference  condition  satisiied,  the  grating  equation  is  manipulated  to  solve  for  the 
relationship  between  changes  in  wavelength  and  changes  in  angle.  For  very  small  incremental 
changes,  the  derivative  of  the  grating  equation  (Equation  11)  becomes 

jsk  =  ucos(0)A0  .  (14) 

where  m  has  been  set  ‘ '  •&. 

By  perfonuing  trigonometric  identity  substitution  for  the  cosine  term  and  then  substituting 
Equation  (1 3)  for  the  resulting  sine  term,  this  equation  may  be  rewritten  as 

AX  =  aA0^l  -  sin*(0)  =  aA0^1  -  {^Y  .  (15) 

Equation  (IS)  holds  for  any  value  of  AX.  In  order  to  determine  the  minimum  resolvable 
change  in  wavelength  (AXfQjQ)  for  the  instrument,  the  details  of  the  instrument  need  to  be 
considered.  Specificaily,  the  length  of  the  detector  determines  the  limit  of  resolution. 

Consider  the  sinusoidal  pattern  shown  in  Figure  12.  A  lower  spatial  frequency  would 
elongate  the  pattern,  spreading  die  intensity  points  along  the  detector.  The  limit  of  resolution 
would  be  obtained  when  a  total  of  only  two  maximum  (or  minimum)  intensity  points  remain  on  the 
detector  (located  at  opposite  ends).  The  smallest  angular  difference  between  the  wave  fronts  that 
provide  such  an  intensity  maximum  (or  minimum)  at  each  end  of  the  detector  defines  the  limit  of 
resolution  of  the  instrument.  A  variation  of  Figure  12  is  provided  in  Figure  13.  which  illustrates 
this  principle. 
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Figure  13  Interference  and  Eietector  Length  Relationship  for  Resolution  Limit 
With  a  small  angle  approximation.  Figure  13  reveals  the  angle  A9  can  be  specified  as 

=  tan(Ae)  «  Ae  (16) 

From  this  angular  relationship.  Equation  (15)  can  now  be  rewritten  to  provide  the  equation  for  the 
limit  of  resolution  for  the  instrument, 


D.  SPECTRAL  LINE  BROADENING 

Basic  theory  on  the  mechanisms  of  line  broadening  is  presented  to  establish  the  reasoning 
behind  the  requirement  for  a  hig^  resolution  interferometer.  There  are  several  factors  that  account 
for  observed  spectral  line  widdis  other  than  instrument  characteristics  alone.  There  are  primarily 
three  mechanisms  that  cause  broadening.  These  three  mechanisms  are  discussed  briefly,  and  a 
more  detailed  description  can  be  found  in  Webb  (1969)  or  Mihalas  (1978). 

The  first  broadening  mechanism  is  natural  line  broadening.  Natural  line  width  is  directly 
proportional  to  the  Einstein  A-cocfficient,  which  is  inversely  proportional  to  the  lifetime  of  die 
transition  between  quantum  levels  of  atoms.  Transitions  that  take  cm  the  order  of  a  second  have  a 


very  narrow  natural  line  width,  whereby  transitions  with  lifetimes  of  10’^  seconds  would  have  a 
broad  natural  line  width.  The  profile  of  the  line  width  is  Lorentzian  in  shape.  The  uncertainty- 
principle  may  be  used  to  describe  the  relationship  between  energy  and  lifetime. 

A£Ar  ^  h  .  (18) 

where  A  E  is  the  uncertainty  of  the  energy  level.  A/  is  the  lifetime  and  ti  is  Planck's  constant. 
From  this,  the  uncertainty  in  frequency  ( Av)  can  be  expressed  by 

A£  =  Mv  .  (19) 

Pressure  or  collision  broadening  is  the  interruption  of  an  emissiem  wave  train  by  collisions  with 
other  atoms.  The  Heisenberg  uncertainty  priiKiple  (Equation  18)  is  called  upon  again  to  provide 
the  relationship.  When  a  collision  shortens  the  wave  train,  Ar  decreases,  therefore  A£  must 
increase,  causing  the  spectral  broadening  of  Av. 

Atoms  experience  a  random  motion  or  thermal  activity,  which  can  create  doppler  shifts 
dependent  upon  whether  the  motion  is  toward  or  away  from  an  observer.  The  result  is  Doppler 
broadening,  which  has  a  Gaussian  line  shape.  Line  width  for  a  typical  Doppler  broadened 
emission  is  on  the  order  one  hundredth  of  an  angstrom.  The  relationship  between  temperanire  and 
the  Doppler  width  of  the  spectral  is  given  by 


where  Av  is  the  thermal  Oc^pler  width  of  the  line.  Vq  is  the  line  center  frequency,  c  is  the  speed  of 
light,  k  is  Boltzmann's  constant,  T  is  the  temperature  and  M  is  the  atomic  mass.  Figure  14 
illustrates  the  principles  of  Dqjpler  broadening. 

All  of  these  broadening  mechanisms  contribute  to  the  line  width  of  an  emission  line.  The 
relative  importance  of  one  mechanism  with  respect  to  another  depends  on  temperature,  pressure, 
and  the  lifetime  of  the  state.  Natural  line  broadening  is  inherently  small,  and  the  low  pressures  in 
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the  ionosphere  result  in  pressure  broadening  contributions  that  are  significantly  less  than  the 
dominant  EXtppler  broadening. 


Figure  14  Doppler  Line  Broadening 

Having  presented  the  fundamentals  of  the  various  broadening  mechanisms,  we  can  now 
understand  the  importance  of  extremely  high  resolution  spectroscopy.  For  example,  by  observing  a 
Doppler  broadened  emission  line  with  sufficient  resolution,  one  can  infer  the  kinetic  temperature  of 
the  atmosphere.  In  addition,  by  directly  observing  spectral  line  profiles,  it  is  expected  that  more 
accurate  atmospheric  density  profiles  can  be  obtained  using  fewer  assumptions. 
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IV.  SPHERICAL  GRATING  INTERFEROMETER 


This  chapter  describes  the  procedures  used  ray  trace  the  spherical  gradug  interferometer.  The 
ray  trace  results  are  also  presented  and  discussed.  A  more  detailed  background  on  the  development 
of  the  spherical  gradng  interferometer  is  presented  in  the  thesis  by  Nichols  {1990).  A  brief 
overview  of  the  layout  is  presented  herein. 

A.  SPHERICAL  GRATING  INTERFEROMETER  DESCRIPTION 

The  design  of  the  spherical  grating  was  based  on  the  Rowland  Circle  Mount  spectrometer. 
Figures  IS  and  16  illustrate  the  spherical  grating  interferometer  model.  In  this  design,  a  single 
grating  is  used  to  split  the  incident  beam  and  recombine  the  reflected  beams  for  the  interfe-  nee 
pattern.  The  upper  mirrors  in  the  figures  were  positioned  to  reflect  the  beams  back  toward  the 
spherical  grating  for  recombination.  These  recewnbined  beams  produced  the  interference  fringes  at 
the  detector. 


Figure  15  Spherical  Grating  Model  (View  From  Grating  Normal) 
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Figure  16  Spherical  Grating  Model  ( Side  View) 

'fhe  holographic  grating  used  in  the  model  has  a  ruling  density  of  1200  lines  per  mm  and  a 
radius  of  curvature  of  20.14  cm.  The  flat  circular  mirrors  are  one  inch  in  diameter.  The  light 
source  is  a  green  helium  neon  (He-Ne)  laser  that  operates  at  a  wavelength  of  A,  =  5435  A  and  is 
fitted  with  a  beam  expander.  The  detector  is  a  charge-coupled  device  (CCD)  imager  that  is 
connected  to  a  black  and  wLite  monitor. 

In  order  to  maintain  equal  path  lengths,  an  out-of-plane  design  was  selected  such  that  the 
incidence  angle  was  equal  to  the  diffraction  angle  of  die  minus  one  order.  The  resulting 
configuration  placed  the  mirrors  directly  over  the  source  and  detectcM'  ray  paths. 

B.  BEAM  FOUR  RAY  TRACING  PROCEDURES 

Ray  tracing  was  performed  to  determine  the  optimal  optical  element  configurations  and 
locations  required  to  produce  an  interference  fringe  pattern  suitable  for  inversion.  Initial  ray 
tracing  of  the  spherical  grating  interferometer  was  conducted  using  a  simplified  two-dimensional 
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model  similar  to  Figure  17.  While  this  configuration  can  be  modeled  using  the  ray  trace  program, 
the  model  cannot  be  physically  constructed  due  to  the  obstruction  of  the  ray  path  by  the  optical 
elements  located  on  the  same  axes. 


Figure  17  Two-Dimensional  Spherical  Grating  Diagram  (overhead  view) 

Figure  18  illustrates  the  ray  paths  for  the  spherical  grating  interferometer.  The  expanding 
beam  from  the  laser  source  is  coUeaed  and  diffracted  off  of  the  spherical  grating  (Figure  18a). 
The  divided  beams  are  directed  toward  two  minors  (Figure  18b).  The  mirrors  then  reflect  the  rays 
back  to  die  spherical  grating  for  recombination  (Figure  18c).  The  CCD  detector  senses  the 
interference  pattern  due  to  the  ray  recombination  (Figure  18d).  In  order  to  model  the  beam 
splitting  at  the  grating,  two  separate  runs  of  the  ray  dace  code  were  required.  The  ffles  with  "Zero 
Order"  in  the  title  trace  the  zero  wder  path  off  of  the  initial  grating  diffraction.  The  "One  Order  ” 
files  trace  the  first  negative  order  path  off  of  the  initial  grating  diffraction.  The  dimensions  of  die 
two-dimensional  model  used  for  the  tracing  pxe  illustrated  in  Figure  19. 
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Zero  Order 


Figure  19  2-D  Spherical  Grating  Dimemioos 
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The  RAY  file  coasisted  of  21  rays  thal  specify  the  spread  and  the  maxunum  span  of  the  source 
ray  cone  (±  2°  ).  Two  perpendicular  fan  beams  were  created  for  the  runs  to  facilitate  the  analysis 
of  the  sagittal  and  tangential  focal  planes.  Alignment  of  the  elements  was  verified  by  observing  the 
position  of  the  central  or  chief  ray.  This  single  ray  was  tagged  with  a  green  color  in  the  RAY  files. 

The  RAY  and  OPTICS  (OPT)  files  for  the  ray  tracing  are  contained  in  Appendices  A  and  B. 
These  data  files  list  the  source  and  optical  element  parameters  respectively.  Tables  1  and  2  define 
the  column  headings  on  the  data  files. 


TABLE  1 

COLUMN  HEADERS  FOR  BEAM  FOUR  OPTICS  FILE 


Header 

Description 

Mir,GratJX>et 

Xv.Yv^v 

Vertex  coordinates  of  the  element 

TUt 

Element  rotation  in  degrees  around  X  axis 

Pitch 

Element  rotation  in  degrees  around  Y  axis 

RoU 

Element  rotation  in  degrees  around  Z  axis 

Shape 

l-(eccentricity)^:ellipse,  0  «  paraboloid.  1  =  sphere 

Curv 

Curvature- 1 /(radius  of  curvature  of  element),  flat  =  0 

Cx 

Toric  surface  curvature  (along  x  axis) 

Diam 

Outside  diameter  of  optic  or  iris 

Ord 

Desired  order  of  diffraction  for  ray  trace 

Gx 

Diffraction  grating  ruling  density  in  x  (lines/pm) 
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TABLE  2 


COLUMN  HEADERS  FOR  BEAM  FOUR  RAY  FILES 


Header 

Descripdon 

X0,Y0,Z0 

Global  coordinates  for  source  of  ray 

U0,V0,W0 

Direction  cosines  for  ray  start 

xg.yg.zg 

Local  coordinate  system  goal  for  final  ray  landing 

Xf,Yf,Zf 

Global  coordinate  for  final  ray  landing 

Note 

Provides  surface  element  number  of  ray  finish  after  run 

To  observe  the  spatial  relatiooship  of  the  rays  landing  on  the  detector,  an  output  format  created 
by  the  PLOT  command  was  used.  The  PLOT  command  provides  a  two-dimensional  spot  diag.-am 
of  ray  intersection  points  on  the  detector  screen.  More  rays  could  be  observed  by  the  use  of  the 
RANDOM  command.  This  command  would  generate  randomly-spaced  rays  to  fill  the  spot 
diagram  with  extra  rays  confined  within  the  fan  limits  established  by  the  RAY  file.  BEAM  FOUR 
also  calculated  a  root  mean  square  (RMS)  distribution  or  standard  deviation  of  the  ray  scatter  from 
the  mean  position  on  the  detector.  This  parameter  provides  a  quantitative  measure  of  the  quality  of 
the  focusing  or  inuge  sharpness  on  die  detector. 

Ray  tracing  with  BEAM  FOUR  generates  the  spot  diagrams  for  various  detector  positions. 
The  detector  was  placed  on  the  Rowland  Circle  for  the  initial  runs.  Thereafter,  the 
AUTOADJUST  feature  was  used  to  determine  the  tangential,  sagittal  and  circle  of  least  confusion 
detector  positions.  The  desired  AUTOADJUST  parameter  was  "flagged"  in  the  OPTICS  file  by 
placing  a  question  mark  (?)  in  the  detector  Z  position  column.  The  xgoal  and  ygoal  columns  in  the 
RAY  file  constrained  the  final  ray  landing  position  along  the  specified  axes.  By  listing  a  very 


small  number  in  either  the  x^al,  ygoal  or  both  columns,  the  tangential,  sagittal  and  circle  of  least 
confusion  positions  were  solved  for  respectively  by  the  AUTOADJUST  feature.  The  data  files  f<x 
the  detector  positioning  runs  are  located  in  Appendix  A. 

The  LAYOUT  command  in  BEAM  FOUR  generates  a  pictorial  display  of  the  ray  trace  model 
and  is  presented  in  Figure  20.  The  detector  is  located  on  the  Rowland  circle  in  the  lower  portion  of 
the  figure.  The  source  and  first  order  mirror  arc  co-located  in  the  upper  left  portion  of  the  figure. 
The  spherical  grating  is  the  element  on  the  right. 


Figure  20  Ray  Trace  of  Spherical  Grating  Model  (Detector  on  Rowland  Circle) 

On  the  quest  to  obtain  a  suitable  interference  pattern,  one  possible  solution  was  to  evaluate  the 
use  of  an  anamorphic  or  compound  aspheric  surface  to  improve  the  performance  of  the  instrument 
(Cleary  et  al.,  1992).  To  investigate  diis,  the  mirrors  were  shaped  in  a  manner  to  combme  the 
sagittal  and  tangential  focal  planes.  This  design  curved  the  mirror  in  only  one  axis,  creating  a 
cylindrical  shape.  Tte  AUTOADJUST  feature  of  BEAM  FOUR  was  utilized  in  the  runs  to 
determine  optimal  mirror  curvature  (Cx)  parameter.  The  data  files  for  these  runs  are  listed  in 
Appendix  B. 
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C.  BEAM  FOUR  RESULTS  AND  DISCUSSION 


Appendices  A  and  B  ccmtain  die  BEAM  FOUR  results  in  the  output  format  of  data  Tiles  and 
spot  diagrams.  The  BEAM  FOUR  results  are  summarized  in  Table  3  and  are  discussed  within  this 
section. 


TABLE  3 

BEAM  FOUR  RESULTS  SUMMARY 


Description 
of  Ray  Trace 

Detector  D 
From  Grao 
Zero  Ord 

istaiKe 
ng  (cm) 
er  First 

RMS  Deviatiem  (cm) 
(based  on  21  rays) 

Zero  Order  First 

Detector  on 
Rowland  Circle 

19.0391 

19.0391 

0.0007 

0.0011 

Tangential 
Focal  Plane  Search 

19.0451 

19.0458 

0.0008 

0.001 1 

Sagittal  Focal 
Plane  Search 

45.6135 

45.6476 

0.0001 

0.0001 

Circle  of  Least 
Confusion 

19.9543 

19.9558 

0.0708 

0.0708 

DetectOT 

Position  Cyl.  Mirror 

19.0454 

19.0451 

0.0003 

0.0003 

1.  Detector  Position  Ray  Tracing  Discussion 

The  detector  positions  were  consistent  between  each  order  in  the  ray  trace,  with  die 
maximum  difference  being  0.3  mm  for  the  sagittal  calculations.  For  the  positions  located  near  the 
Rowland  Circle  (within  20  cm  of  the  detector),  the  error  was  approximately  1/100  of  a  mm,  well 
below  the  positioning  error  estimate  of  1  mm  for  placement  of  the  physical  optics.  With  the  long 
coherence  lengdi  of  the  visible  laser  source  used  in  the  laboratory  test,  the  positioning  error  was 
even  less  critical  for  optical  path  length  considerations. 

The  circle  of  least  confusion  and  tangential  focal  planes  were  very  near  the  Rowland  Circle 
as  observed  in  the  physical  model  and  as  anticipated  theoretically.  The  Rowland  Circle  spot 
diagrams  (Figures  32  and  33)  looked  very  similar  to  the  tangential  diagrams  (Figures  34  and  35)  as 
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anticipated.  Figures  34  through  41  illustrate  the  results  for  each  axes  conai»ing  to  a  focal  point 
for  the  tangential  and  sagittal  focal  planes,  and  a  broadened  pattern  for  the  circle  of  least 
confusion.  The  results  were  as  expected. 

At  first  glance,  it  may  appear  that  chocking  the  tangential  or  sagittal  focal  planes  would 
provide  a  symmetric  spot  pattern  from  which  favorable  wave  fronts  could  emanate.  By  moving  the 
detector  out  of  plane  as  in  the  physical  model,  the  tangential  and  sagittal  lines  rotate  away  frcm 
each  other  forming  an  X  shape.  Interference  occurs  only  at  the  intersection  resulting  in  the  non¬ 
circular  and  non-linear  patterns  fringe  patterns  observed  in  the  physical  model.  The  additional 
aberration  and  astigmatism  effects  caused  from  moving  the  detector  (and  source)  out  of  plane 
makes  simple  positioning  of  the  detector  an  unlikely  solution  to  obtaining  a  suitable  spot  pattern. 

The  next  approach  was  to  try  and  make  all  of  the  ray  paths  focus  to  a  single  point.  These 
results  are  presented  in  Appendix  B.  By  curving  the  mirrors  along  the  axes  that  lay  in  the  same 
plane  as  the  sagittal  line  and  not  changing  the  mirror  in  the  axes  for  the  tangential  rays,  the  two 
planes  could  be  overlapped.  The  shape  of  the  mirrms  were  cylindrical,  curving  in  only  the  one  axis 
that  focused  die  sagittal  plane.  The  AUTOADJUST  iteration  placed  the  detector  on  the  tangential 
focal  plane  as  desired  and  calculated  a  radius  of  curvature  for  the  concave  mirrors  to  be  5.128  cm 
(the  inverse  of  the  Cx  parameter). 

The  Figure  42  through  45  spot  diagrams  illustrate  a  very  small  focus  area  for  the 
cylindrical  mirror  runs.  Althougji  this  configuration  generated  the  smallest  focus  for  all  of  the 
spherical  grating  runs,  it  is  obvious  in  the  multiple  ray  diagram  that  the  spherical  aberration  and 
astigmatism  effects  continue  to  shape  the  spot  diagram  into  unsuitable  patterns.  As  in  the  previous 
case,  further  aberrations  would  occur  as  the  detector  was  moved  out  of  the  two-dimensional  plane. 
Therefore,  the  runs  did  not  achieve  a  circular  symmetric  or  other  suitable  pattern  as  was  hoped, 
and  other  methods  of  shaping  the  spot  diagram  were  investigated. 


2.  Other  Modifications 

In  an  attempt  to  obtain  a  circular  symmetric  or  reastmable  spot  pattern,  an  elliptical  grating 
was  considered.  Figure  21  illustrates  the  unique  characteristic  of  an  elliptical  refl^tor  whereby 
rays  emanating  from  one  foci  are  focused  at  the  conjugate  foci. 


Figure  21  Elliptical  Mirror  Characteristics 

There  were  two  significant  drawbacks  to  this  design  however  that  changed  the  direction  of 
the  investigation  after  only  a  brief  analysis.  First,  although  the  focus  may  be  acceptable  in  the  two- 
dimensitmal  model,  it  is  anticipated  that  off-axis  illumination  (away  from  the  centerline  of  the 
ellipsoid)  would  cause  aberrations  more  severe  than  a  spherical  model.  The  second  and  most 
important  reason  for  discontinuing  further  investigation  was  the  cost  factor.  Although  there  are  a 
great  many  prolate  (end  section)  ellipsoidal  reflectors  on  the  ccxnmercial  market,  oblate  (middle 
section)  elements  are  more  difficult  obtain.  Manufacturing  a  grating  on  such  an  element  was  cost 
prohibitive,  especially  for  a  device  that  would  be  optimized  to  observe  just  one  particular 
wavelength. 
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D.  SPHERICAL  GRATING  INTERFERENCE  WITH  DART  PROCEDURES 

The  DART  program  was  used  to  model  the  interference  pattern  characteristics  in  the  spherical 
grating  model.  The  accuracy  of  the  interference  patterns  generated  by  DART  is  unknown  as  the 
program  had  not  been  validated  at  the  time  of  this  writing.  With  this  in  mind,  the  nms  were  made 
to  provide  a  cursory  comparison  of  the  DART  results  with  the  jAysical  model  observations. 

DART  uses  a  Graphical  User  Interface  to  simplify  data  entry.  The  contents  of  the  input  data 
was  similar  to  BEAM  FOUR.  The  input  parameters  consisted  of  the  optical  element  description, 
position,  orientation  and  source  characteristics.  The  origin  of  the  coordinate  system  was  placed  at 
the  source  wdth  the  Z-axis  aligned  along  the  axis  of  ray  centerline. 

The  program  code  used  an  interference  module  to  calculate  the  path  length  differences  between 
two  ray  paths.  Two  separate  runs  were  required  to  trace  the  individual  sequences  of  diffraction 
orders  for  this  model.  The  interference  module  compared  the  separate  path  lengths  from  the  same 
ray  source  in  the  two  runs.  The  interference  output  is  in  the  form  of  a  two-dimensional  plot 
displaying  complete  constructive  interference  widi  a  black  pixel,  complete  destructive  interference 
with  a  white  pixel,  and  over  200  various  shades  of  gray  for  interim  values. 

The  display  of  the  interference  pattern  was  entumced  by  running  the  SCATTER  feamre  on 
DART.  This  feature  created  a  pseudo-random  source  of  rays  confined  within  designated 
parameters.  The  pseudo-random  code  was  repeatable  for  the  alternate  ray  path  run  in  order  to 
determine  interference  calculaticms.  The  SCATTER  cmnmand  smoothed  the  interference  pattern 
by  eliminating  the  regularly  shaped  matrix  input  of  rays.  This  had  the  effect  of  removing  any 
moir^  patterns  from  the  interference  display. 

After  performing  the  ray  tracing  for  the  laser  source  wavelength  (5435  A),  it  was  decided  to 
view  the  interference  characteristics  with  small  incremental  changes  of  wavelength.  Wavelength 
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changes  of  +0.5.  +1.0  and  -0.5  A  were  added  to  the  reference  wavelength  of  5435  A  for  the 
interference  runs.  The  data  files  for  these  runs  are  included  in  Appendix  C. 

E.  SPHERICAL  GRATING  INTERFERENCE  RESULTS  AND  DISCUSSION 

The  interference  pattern  results  from  the  spherical  grating  ray  tracing  are  illustrated  in  Figures 
■16  iiirough  49  in  i^pendix  C.  The  pattern  in  the  figures  are  hyperbolic  in  nature,  similar  to  those 
observed  on  the  laboratory  model.  The  asymmetry  may  be  due  to  position  errors  in  the  interference 
calculations. 

The  four  figures  show  the  effects  of  wavelength  changes.  The  increase  in  wavelength  created  a 
spreading  of  the  hyperbolic  centroids  and  appeared  to  improve  die  symmetry.  Further  analysis  was 
postponed  until  a  validated  program  was  available  to  provide  more  accurate  interference  results. 

After  reviewing  and  discussing  the  results  of  the  spherical  grating  ray  traces,  it  was  decided 
that  further  study  was  warranted  in  the  spatial  heterodyning  spectroscopy  techniques  described  by 
other  investigators  (Harlender  et.  al.,  1990).  The  impetus  for  this  redirection  in  the  investigation 
was  the  concern  about  the  astigmatism  effects  of  die  spherical  grating  and  the  anticipated  difficulty 
in  the  interpretation  of  the  Fourier  Transform  from  the  observed  non-linear  interference  panems. 
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V.  SPATIAL  HETERODYNE  INTERFEROMETER 


A  device  operating  in  one  plane  with  a  flat  grating  offers  the  advantage  of  linear  intcrferaice 
characteristics,  a  clear  improvement  over  the  spherical  grating  non-linear  characteristics  previously 
discussed.  The  disadvantage  is  the  loss  of  light  gathering  and  focusing  effects  that  a  spherical 
grating  provides;  the  signiflcance  of  which  is  unknown  at  this  time.  This  chapter  describes  the 
procedures  used  in  designing  the  prototype  of  a  flat  grating  interferometer  for  feasibility  testing 
with  visible  light.  The  model  is  hereafter  referred  to  as  the  SH  (Spatial  Heterodyne)  model.  The 
section  begins  with  an  overview  of  the  design  concept,  followed  by  a  description  of  the  layout,  the 
ray  tracing  procedures  and  the  DART  interference  results. 

A.  PRELIMINARY  DESIGN  CONCEPT  OF  THE  SH  MODEL 

The  transition  from  the  spherical  grating  interferometer  carried  forward  the  same  design 
constraints.  Several  of  the  design  characteristics  were  also  incorporated  into  the  SH  model.  Some 
of  these  design  characteristics  include  : 

a.  Only  one  diffniction  grating  is  used,  which  eliminates  the  problems  associated 
with  multiple  grating  alignment  or  ruling  density  disparities. 

b.  The  ruling  density  of  the  grating  is  optimized  by  eliminating  the  undesired 
diffraction  orders  to  improve  the  efficiency  of  the  instrument. 

c.  Contrast  is  optimized  in  the  interfeience  pattern  by  using  equal  intensity  ray 
recombination.  This  was  accomplished  by  taking  one  of  the  split  ray  paths  through  the  minus  one 
and  zero  order  diffractions  and  the  alternate  ray  path  through  the  zero  and  a  minus  one  order 
concurrently. 

For  interference  to  occur,  the  difference  in  optical  path  length  beriveen  two  split  ray  paths  must 
remain  within  the  cohereirce  length  of  the  source.  In  the  case  of  the  spherical  grating,  a 
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requirement  was  placed  on  the  incidence  angle  to  be  equal  to  the  minus  one  diffraction  angle  in 
order  to  maintain  equal  path  lengths  on  the  Rowland  Circle.  With  a  grating,  the  path  lengths 
of  split  rays  can  be  equalized  without  this  restriction. 

The  grating  equation  for  oblique  incidence  can  be  rewritten  with  a  substitution  of  ruling 
density  (p  =  1/a)  as 

pmX=  (sinOj  +  sinS^)  ,  (21) 

where  p  is  the  grating  ruling  density  (lines/mm),  m  is  the  order,  X  is  the  wavelength,  0j  is  the 
incidence  angle,  and  0(j  is  the  diffraction  angle.  Figure  22  shows  a  typical  setup  with  this  design. 
The  angles  are  measured  clockwise  from  the  grating  normal  as  indicated  in  the  figure  (minus  sign 
used  for  0j ,  0.1  and  0.2). 
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If  the  incidence  angle  is  set  such  that  the  zero  and  minus  one  order  diffraction  rays  are  used  for 
the  split  ray  paths,  a  configuration  similar  to  the  two-dimensional  spherical  grating  model  can  be 
obtained.  Figure  23  illustrates  the  sequence  of  the  ray  paths  shown  from  an  overhead  view. 


Figure  23  SH  Model  Ray  Path  Concept 

In  this  figure,  collimated  light  is  directed  toward  the  grating  at  an  incidence  angle  that  is  greater 
than  the  minus  one  order  diffraction  angle  (Figure  23a).  The  diffraction  grating  splits  die 
collimated  beam  into  different  orders  (Figure  23b)  that  are  reflected  from  secondary  mirrors.  Upon 
diffraction,  the  new  minus  one  order  from  the  upper  mirror  is  recombined  with  the  new  zero  order 
from  the  lower  mirror  (Figure  23c).  The  recombined  rays  then  proceed  to  the  detector  where  an 
mterference  pattern  is  sensed. 

Just  as  in  the  spherical  grating  model,  it  is  desirable  to  eliminate  the  unused  diffraction  orders 
to  maximize  the  intensity  of  the  desired  orders.  This  is  accomplished  by  making  the  diffraction 
angle  S  90°  for  the  m  =  I  order,  and  Oj  ^  -90°  for  the  m  =  -2  order.  For  a  given  wavelength. 
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this  is  accomplished  by  selecting  the  proper  grating  rule  density  (p  )  to  keep  dte  desired  orders. 
To  determine  the  fint  condition,  set  9^  »  90®  and  m  =■  1  in  Equation  21  to  get 


pA,  -  1  »  sin  0,  .  (22) 

Likewise,  set  =  -90°  and  m  =  -2  in  Equation  21  to  obtain 

-2pX  +  I  =  sin  0.  •  (23) 

Since  the  incidence  angle  is  the  same  for  both  conditions.  Equations  22  and  23  can  be  set  equal 
to  one  another.  By  setting  the  equations  equal  and  solving  for  p  gives 


P  = 


2 

3X 


(24) 


which  provides  the  grating  ruling  density  for  a  given  wavelength  (A.),  that  eliminates  the  undesired 
orders. 


By  substituting  Equation  24  into  Equation  22,  the  incidence  angle  may  be  solved  for. 

2  1 

(^)>.  -  1  »  sine.  *  .  (25) 

which  is  an  incidence  angle  of  Oj  »- 19.47  °.  Note  that  upon  substituticm  of  Equations  24  and  25 
into  Equation  21  and  then  solving  for  sin  0^, 


(.j  t 

2  1 

j  m  +  ^  =  sin  0, 


sin  0^ ) 


(26) 

(27) 


the  incidence  angle  is  equal  to  the  diffraction  angle  for  m  «  -1.  This  is  not  desired  in  this  model 
due  to  the  obstnictitm  of  the  entrance  aperture  axis  by  the  minus  one  order  mirror.  Therefore. 
Equation  24  esublisbes  the  minimum  threshold  for  grating  density  that  must  be  exceeded  to 
eliminate  the  undesirable  orders.  Cost  factors,  desired  resolution,  instrument  and  optical  element 
dimensions  determine  just  how  much  of  an  increase  in  ruling  density  is  required.  With  an  increased 
ruling  density,  the  incidence  angle  may  be  varied  to  optimize  configuration  dimensions  without 
exceeding  the  diffraction  order  constraints. 


Table  4  provides  the  ruling  density  threshold  determined  by  Equation  24,  and  the  recommended 
commercial  grating  ruling  density  for  several  of  the  wavelengths  of  interest.  The  wavelengths 
include  the  green  He-Ne  laser  (5435  A)  for  the  laboratory  test,  hydrogen  Lyman  a  emissions  at 
1216  A,  and  the  atomic  oxygen  emission  1304  A.  Although  element  spacing  may  require  a  larger 
value  of  p  for  the  desired  layout,  this  table  provides  a  guideline  for  establishing  the  minimum 
ruling  density  acceptable  for  optimal  performance. 

TABLE  4 

OPTIMUM  DIFFRACTION  GRATING  RULING  DENSITY 


Emission  wavelength 

Threshold 

Commercial 

Angstroms  (A) 

(linesAnm) 

(lines/inm) 

He-Ne  Laser:  5435 

1227 

2400 

5483 

6000 

Atomic  Oxygen:  1304 

5113 

6000 

For  the  prototype  SHS  model,  a  grating  with  ruling  density  of  1200  linesAnm  was  available  for 
the  feasibility  test,  hence,  an  extra  "unused"  order  existed.  For  the  laboratory  test,  the  loss  of 
intensity  due  to  the  unused  m  =  -2  diffraction  order  was  considered  insignificant  since  the  li^t 
source  was  a  Class  II  He-Ne  laser. 

To  determine  the  most  suitable  layout,  the  di^acdon  and  displacement  angles  were  calculated 
for  a  variety  of  incidence  angles.  The  results  of  die  calculations  are  shown  in  Table  5.  The  A0 
column  is  the  angle  measured  from  the  aperture  axis  to  the  minus  one  diffraction  order.  Based  on 
Table  5  an  incidence  angle  of  approximately  -28  °  was  used  for  the  initial  design.  This  provided 
reasonable  clearance  between  the  optical  elements  while  maintaining  a  fairly  compact  total 
instrument  design. 
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TABLE  5 


DDFFRACnON  ANGLES  (DEGREES)  FOR  PROTOTYPE  SH  MODEL 


-2  ord 

-1  ord 

Oord 

1  ord 

AO 

-18 

-84.5 

-20.1 

18.0 

74.0 

■HI 

-20 

-74.2 

-18.1 

20.0 

83.8 

1.5 

-22 

-68.4 

-16.1 

22.0 

none 

5.3 

-24 

-63.9 

-14.2 

24.0 

ixxie 

9.1 

-26 

-60.0 

-12.3 

26.0 

none 

12.8 

-28 

-56.6 

-10.5 

28.0 

16.4 

-30 

-53.6 

-8.8 

30.0 

Dcme 

19.9 

-32 

-50.8 

-7.0 

32.0 

none 

23.3 

-34 

-48.2 

-5.3 

34.0 

none 

26.7 

-36 

-45.8 

36.0 

DCMie 

IIIH9 

-38 

-43.5 

-2.1 

38.0 

none 

33.2 

^0 

^1.4 

-0.5 

40.0 

none 

36.3 

-42 

-39.4 

1.0 

42.0 

none 

37.4 

-44 

-37.6 

2.4 

44.0 

none 

37.4 

B.  EXPERIMENT  LAYOUT 

The  laser  was  mounted  on  a  holder  and  fitted  with  a  microscope  objective  lens  (Sharp  20X)  as 
a  beam  expander.  In  order  to  collimate  the  incident  light,  a  convex  lens  with  a  10  cm  focal  length 
was  placed  in  the  laser  output  beam  at  the  focal  length  distance.  A  lens  was  adequate  for  the 
visible  light  test.  An  off-axis  parabolic  reflector  would  be  used  as  the  collimating  element  for 
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follow-on  testing.  Figure  24  is  a  photograph  of  the  SH  model  showing  the  laser  and  lens  on  tfje 
right  side. 


Figure  24  Photograph  of  Prototype  Interferometer  (View  From  Grating  Normal) 

A  new  holder  was  machined  to  mount  the  (50  X  50  mm)  square  holographic  grating  into  the 
existing  grating  mount.  The  grating  mount  provided  micrometer  adjustments  for  the  three 
translational  axes  and  two  rotational  adjustments  about  the  axes  perpendicular  to  the  grating 
normal.  One-inch  diameter  plane  mirrors  on  adjustable  mirror  mounts  were  used  as  the  secondary 
reflectors.  Micrometer  adjustments  could  be  made  on  the  mirror  mounts  for  two  rotational  axes. 

A  CCD  camera  without  a  lens  was  connected  to  a  black-and-white  monitor  to  display  the 
interference  patterns.  Figure  25  is  another  photograph  of  the  prototype  SH  model.  From  this 
oblique  view  the  CCD  camera  and  minors  can  be  seen  as  the  elements  nearest  the  observer. 
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Figure  25  Oblique  View  of  Prototype  Interferometer 
Initial  alignment  of  the  instrument  was  performed  visually.  First,  the  grating  was  aligned  such 
that  the  grating  grooves  ran  parallel  to  the  vertical  axes  of  the  optics  table.  To  do  this,  a  laser  was 
placed  in  the  source  holder  approximately  52  cm  away  from  the  grating  and  at  the  same  height  as 
the  grating  center.  The  laser  was  not  equipped  with  a  beam  expander.  After  illuminating  the 
grating  with  the  laser,  the  grating  mount  was  rotated  until  all  of  the  diffraction  orders  were 
intercepted  at  the  same  height  above  the  optical  table. 

The  beam  expander  was  then  placed  on  the  laser,  and  the  collimating  lens  was  positioned  in  a 
lens  holder  approximately  10  cm  in  front  of  the  beam  expander  aperture.  The  lens  position  was 
adjusted  along  the  incident  axis  until  the  diameter  of  the  beam  was  constant  for  several  distant  test 
points  away  from  the  lens. 

The  plane  mirrors  were  placed  approximately  30  cm  away  from  the  grating.  The  level  and 
angle  of  the  mirrors  was  visually  positioned  to  place  the  diffracted  beams  at  the  mirror  center 
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FigTjre  25  Oblique  View  of  Prototype  Interfercmcter 
Initial  alignment  of  the  instrument  was  performed  visually.  First,  the  grating  was  aligned  such 
that  the  grating  grooves  ran  parallel  to  the  vertical  axes  of  tt»  optics  table.  To  do  this,  a  laser  was 
placed  in  the  source  holder  approximately  52  cm  away  horn  the  grating  and  at  the  same  height  as 
the  grating  center.  The  laser  was  not  equipped  with  a  beam  expander.  After  illuminating  the 
grating  with  the  laser,  the  grating  mount  was  rotated  until  all  of  the  diffraction  orders  were 
intercepted  at  the  same  height  above  the  optical  table. 

The  beam  expander  was  then  placed  on  the  laser,  and  the  collimating  lens  was  positioned  in  a 
lens  holder  approximately  10  cm  in  front  of  the  beam  expander  aperture.  The  lens  position  was 
adjusted  along  the  incident  axis  until  the  diameter  of  the  beam  was  constant  for  several  distant  test 
points  away  horn  the  lens. 

The  plane  mirrors  were  placed  approximately  30  cm  away  from  the  grating.  The  level  and 
angle  of  the  mirrors  was  visually  positioned  to  place  the  diffracted  beams  at  the  mirror  center 
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Figiire  27  is  a  diagram  showing  the  dimensions  and  layout  of  the  SH  model.  Because  the 
beams  are  collimated,  the  distances  from  the  grating  to  die  detector  and  source  could  be  reduced  to 
make  the  entire  instrument  more  compact  for  a  space  vehicle  payload.  The  mirror  distances  could 
be  reduced  also,  but  it  is  important  to  maintain  equivalent  distances  for  these  two  elements  in  order 
to  stay  within  one  coherence  length  of  the  radiation  source.  For  the  laboratory  laser,  this  parameter 
was  not  as  critical  due  to  the  long  coherence  length. 


Figure  27  Diagram  Of  SH  Instrument  Layout  (Overhead  View) 
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As  discussed  in  Chapter  HI,  if  the  instrument  configuration  was  tuned  to  the  reference 
wavelength  Xg,  and  the  mirrors  were  placed  so  as  to  provide  equivalent  path  lengths,  then  plane 
parallel  wave  fronts  would  strike  the  detector  and  provide  complete  constructive  interference  across 
the  detector.  The  laser  light  is  nearly  monochromatic.  In  order  to  simulate  a  wavelength  change 
(AX),  the  first  CMrder  mirror  was  rotated  slightly  to  provide  a  A6  (as  illustrated  in  Figures  1 1  and 
12). 

C.  INTERFERENCE  WITH  DART  PROCEDURES 

The  interference  characteristics  of  the  SH  model  were  evaluated  with  the  DART  program.  The 
text  files  containing  the  input  parameters  are  contained  within  Appendix  D  and  E.  The  interference 
patterns  were  first  generated  by  configuring  the  model  to  a  tuned  condition  for  wavelength  X^s 
5435  A.  The  dimensions  were  equivalent  to  the  physical  model.  Small  changes  in  wavelength  (A 
X)  were  then  input  and  the  resulting  interference  patterns  observed.  Wavelength  deviations  of  • 
0.50,  +0.25,  +0.50,  +1.00,  and  +2.00  A  were  entered  for  the  ray  tracing. 

The  same  model  was  again  evaluated  with  only  the  "tuned  "  5435  A  wavelength  source.  By 
changing  the  Fust  order  mirror  angle  parameter,  interference  patterns  could  be  created  just  as  they 
were  for  the  physical  model.  For  the  runs,  die  mirror  was  rotated  0.025  ,  0.0125,  0.00625  and 
0.00313  degrees  from  the  tuned  position. 

Finally,  a  layout  of  a  conceptual  SH  model  was  input  into  DART  to  reserve  the  atomic  oxygen 
emissions  at  1304  A.  The  input  text  file  is  iiKluded  in  Appendix  E.  The  mirrors  and  source  were 
placed  25  cm  from  a  6000  lines^nm  grating.  The  detector  was  located  30  cm  from  the  grating.  A 
feature  of  DART  was  used  to  make  one  interference  tun  with  multiple  wavelengths.  The  model 
was  tuned  to  1302  A,  and  wavelengths  were  input  at  1302.17,  1304.87,  1306.04  A  at  three 
representative  intensities  (Wiese  et  al.,  1966). 
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D.  RESULTS  AND  DISCUSSION 


1.  Laboratory  Model 

An  interference  fringe  pattern  was  produced  by  the  prototype  SH  model  using  the  laser 
light  source.  The  observed  contrast  was  sharp  and  the  quality  excellent.  A  photograph  of  the 
monitor  showing  the  fringe  pattern  is  presented  in  Figure  28. 


Figure  28  Photograph  of  SH  Model  Interference  Pattern 
Mirror  positioning  was  very  sensitive  in  that  very  smaU  angular  deviations  would  change 
the  orientation  and  spacing  of  the  lines  in  the  interference  fringe  pattern  a  significant  amount. 
Vertical  parallel  lines  could  be  produced  by  ensuring  the  normals  of  the  optical  elements  were  in 
the  same  plane.  If  one  of  the  mirrors  was  rotated  about  the  horizontal  axis,  the  interference  lines 
would  rotate  in  a  range  ftom  vertical  to  horizontal.  Rotation  of  the  mirror  about  the  vertical  axis 


53 


would  change  the  spacing  between  the  lines.  Mirror  alignment  was  critical  in  producing  a  fringe 
pattern  with  evenly  spaced,  parallel  lines. 

The  fringe  pattern  was  sensitive  to  environmental  vibrational  disturbances.  Touching  the 
optical  table  would  cause  the  pattern  to  vibrate  but  not  disappear.  This  becomes  important  in  the 
final  design  of  the  instrument  for  a  spacecraft.  The  mirror  and  grating  should  be  mounted  together 
as  a  single  unit  to  force  the  components  to  vibrate  together.  Mounted  as  a  group,  the  optical  paths 
would  change  together,  thereby  minimizing  interference  pattern  dismrbances. 

Qualitatively,  the  vibrational  sensitivity  was  not  as  severe  as  the  spherical  grating  model. 
The  cause  may  be  attributed  to  the  spherical  grating  model  having  its  optical  elements  mounted 
twice  as  high  above  the  optical  table  compared  to  the  SH  model  elements.  For  follow-on  testing 
the  optical  elements  of  the  SH  model  will  be  mounted  closer  to  the  optical  table  surface  to  help 
reduce  the  vibrational  sensitivity. 

The  incident  light  in  the  SH  model  must  be  collimated.  This  was  accomplished  in  the 
prototype  SH  model  with  a  convex  lens.  Althou^  a  Magnesium  Fluoride  (MgF4)  lens  may  serve 
as  a  collimator  for  radiation  in  the  FUV  region,  a  preferred  solution  would  be  a  reflective  surface 
such  as  an  off-axis  parabolic  reflector.  This  adds  another  reflection  into  the  path  for  a  total  of 
four,  but  the  benefit  would  be  the  ability  to  move  into  the  EUV  region  which  requires  the  use  of  all- 
reflective  surfaces.  At  the  close  of  this  writing,  the  prototype  SH  model  had  been  modified  and 
successfully  tested  in  the  laboratory  using  an  off-axis  parabolic  reflector  as  the  collimator  for 
incident  laser  radiation. 

2.  DART  Interference  of  SH  Model 

The  DART  program  ray  tracing  produces  similar  results  as  the  prototype.  The  text  and 
interference  pattern  plots  from  the  prototype  SH  runs  are  contained  .rithin  Appendix  D.  Figure  29 
is  a  representative  interference  pattern  resulting  from  a  "First  Order"  mirror  rotation. 
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Figure  29  DART  Interference  Pattern 

Recall  that  the  DART  interference  diagram  has  over  200  variations  of  gray  scale  to 
rei»resent  interference  magnitude.  The  values  range  from  a  black  pixel  representing  complete 
constructive  interfereiKe,  to  the  white  pixel  for  complete  destructive  interference.  Therefore,  the 
darker  points  in  the  interference  diagram  correspond  to  the  brighter  fringe  lines  in  the  monitor 
photograph. 

Figure  50  in  Appendix  D  shows  the  interference  pattern  diagram  for  the  tuned  condition 
whereby  the  input  wavelength  is  the  tuned  condition  wavelength  Xq  >  5435  A.  As  expected  the 
wave  fronts  are  parallel  to  the  detector  surface  and  result  in  constructive  interference  across  the 
entire  span  of  the  detector.  By  inserting  small  deviations  from  the  tuned  wavelength,  a 
recognizable  interference  panem  results  as  shown  in  Figures  51  through  55  for  various  AA,.  The 
interference  pattern  spans  across  one  centimeter  for  all  of  the  diagrams. 

Alternatively,  we  can  reproduce  this  effect  by  rotating  one  of  the  mirrors  slightly  to  place  a 
small  angular  deviation  (A6)  in  the  instrument.  The  interference  pattern  diagrams  shown  in 
Figures  56  through  59  were  created  by  rotating  the  first  order  mirror.  As  can  be  seen  in  the 
diagrams,  the  instrument  is  very  sensitive  to  small  angular  iiKrements.  For  example,  the 
interference  pattern  shown  in  Figures  29  and  59  were  from  rotating  the  first  wder  mirror  0.0125 
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degrees  (45  arc  seconds).  This  was  the  method  by  which  the  interference  fringes  created  by  the 
laboratory  SH  model  were  adjusted. 

The  intensity  values  from  Figure  53  is  summed  in  the  vertical  to  produce  the  Figure  30 
interference  profile.  This  is  a  plot  of  intensity  as  a  function  of  detector  position  and  is  similar  to 
the  curve  depicted  in  Figure  12  and  discussed  in  Chapter  QI.  The  Fourier  Transform  of  this 
pattern  would  be  the  delta  function  of  a  sine  squared  function,  representing  the  spatial  frequency  of 
the  wave  form.  Recall  that  the  spatial  frequency  is  related  to  the  difrerence  (AX)  from  the  reference 
wavelength  and  not  the  input  wavelength  alone. 


Figure  30  Plot  of  Intensity  vs.  Detector  Position  for  5435.5  A 
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A  combination  of  wavelengths  such  as  the  atomic  oxygen  triplet  emissions  near  1 304  A 
would  produce  the  intensity  profile  shown  in  Figure  31.  The  SH  model  used  to  genCTate  Figure  31 
was  tuned  to  1302  A  and  bad  a  grating  ruling  density  of  4800  lines/mm.  The  data  files  are 
presented  in  Appendix  E.  The  wave  form  is  the  superposition  of  the  three  input  wavelengths  at 
various  intensity  levels.  By  taking  the  Fourier  Transform  of  the  pattern,  the  spatial  frequencies 
could  be  recovered. 


Figure  31  Plot  of  Intensity  vs.  Detector  Distance  for  Atomic  Oxygen 

3.  Resolution  and  Bandwidth 

The  limit  of  resolution  for  the  instrument  can  be  calculated  by  substituting  the  length  of  the 
detector  array  into  Equation  17.  For  the  laboratory  SH  model,  the  detector  length  (L)  is  one 
centimeter.  The  grating  ruling  value  a  =  8.333  x  10"^  m/line,  and  the  tuned  or  reference 
wavelength  is  Xq  =  5435  A.  Substituting  these  values  into  Equation  17  yields 

AX^  =  ^  =  0.  2263A  (28) 

for  the  limit  of  resolution  of  the  prototype  SH  model.  The  resolving  power  is  X/AX=2.4  x  10^  . 


The  atomic  oxygen  (1304  A)  SH  model  is  anticipated  to  have  a  detector  array  length  of  1 
inch  or  2.54  on  with  1024  elements.  The  grating  would  have  ruling  density  of  6000  linesAnm,  the 
inverse  of  which  gives  the  value  of  a  =  1 .6667  x  10^  m/line.  Inserting  these  values  into  Equation 
17  yields  a  limit  of  resolution  AA,,yn=  0.(X)394  A.  The  resolving  power  is  X  /A  X,  =*  3.3  x  10^  . 

The  bandwidth  is  determined  by  the  number  of  detector  elements  and  the  Nyquist  Sampling 
criterion.  By  taking  two  samples  per  cycle  setting  N  =  1024  for  the  number  of  detector  elements, 
the  bandwidth  of  the  atomic  oxygen  model  is 

(■^)AX^  =  (512)(0. 00394)  =  2.02/4  .  (29) 

The  interferometer  can  be  "optimized"  for  the  emission  of  interest  by  manipulating  several 
parameters.  For  a  given  N  and  L,  the  bandwidth  can  be  increased  with  a  lower  grating  ruling 
density.  This  was  done  for  the  atomic  oxygen  ray  trace  shown  in  Figures  31  and  60.  This  may  be 
a  desirable  trade-off  if  the  loss  of  light  from  the  "unused"  orders  and  the  lower  resolution  is 
acceptable. 
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VI.  SUMMARY,  CONCLUSIONS  AND  RECOMMENDATIONS 


A.  SUMMARY  OF  FINDINGS 

Within  the  scope  of  this  study,  analysis  of  the  spherical  grating  interferometer  ray  tracing 
resulted  in  the  determination  that  it  would  be  extremely  difficult  to  interpret  the  data  from  this 
instrtiment  due  to  the  iK)n-linear  interference  patterns  it  produces.  This  conclusion  was  based  upon 
spot  diagram  ray  trace  results. 

The  interferometer  was  redesigned  and  a  new  spatial  heterodyne  (SH)  interferometer  model  was 
built  and  tested  using  a  visible  light  laser  source.  The  laboratory  instrument  produced  high 
contrast,  linear  interference  fringes  that  are  suitable  for  inversion.  Although  the  laboratory 
feasibility  test  was  conducted  with  a  quasi-monochromatic  5435  A  light  source,  ray  trace  results 
demonstrate  the  potential  for  the  SH  model  operate  in  the  EUV  and  FUV  region  with  resolving 
powers  of  nearly  10^  for  X/AX.  Typical  resolution  values  in  this  region  is  one  to  four  milli- 
angstroms. 

The  SH  model  uses  a  single,  holographic  diffraction  grating  for  both  tl splitting  and  the 
recombination  of  the  incident  radiation.  This  reduces  the  problems  associated  with  multiple  grating 
alignment  or  different  ruling  densities.  The  ruling  density  on  the  single  plane  grating  can  be 
optimized  for  the  wavelength  of  interest,  thereby  eliminating  unused  diffraction  orders  and 
maximizing  the  throughput  of  the  instrument.  A  blazed  diffraction  grating  is  not  required. 

The  rigid  mounting  of  the  optical  components  enhances  the  reliability  of  die  devices  as  there  are 
no  moving  components.  The  layout  of  the  elements  makes  the  device  easy  to  tune  to  the  desired 
reference  wavelength.  The  SH  interferometer  is  simple,  compact  and  lightweight  making  the 
device  suitable  for  a  spacecraft  payload.  The  optical  components  are  relatively  inexpensive  for  an 
interferometer  with  this  high  resolution. 
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B.  RECOMMENDATIONS  FOR  FURTHER  STUDY 

The  prototype  SH  was  tested  with  a  single  wavelength,  long  coherence  length,  visible  laser 
source.  Follow-on  testing  should  be  made  with  shorter  coherence  length  sources  at  a  variety  of 
wavelengths.  Recommended  sources  are  the  sodium  and  mercury  lamps.  These  sources  should  be 
evaluated  using  the  all-reflection  SH  model  incorporating  the  off-axis  parabolic  re.^ector  as  the 
collimator. 

Although  bandwidth  was  calculated  for  the  SH  model,  further  investigadoo  is  required  to 
determine  the  effects  of  the  broad  band  of  wavelengths  surrounding  the  wavelength  of  interest. 
Undesiied  orders  horn  wavelengths  outside  of  the  normal  bandwidth  can  still  pose  a  problem.  It 
may  be  necessary  to  implement  a  filter  at  the  aperture  to  provide  additional  band  pass.  Other 
altemadves  may  include  optical  dimensioning  and  placement  to  ensure  that  undesired  background 
or  adjoining  emissions  are  "walked  off"  of  the  detectca-. 

A  detector  suitable  for  sensing  the  FUV  and  EUV  portion  of  the  spectrum  must  be  inve.sdgated. 
Detector  size  should  be  optimized  for  the  desired  resolution  and  bandwidth  when  making  this 
choice. 

Finally,  a  suitable  arrangement  and  mount  for  the  opdcal  components  must  be  invesdgated  to 
conform  to  sounding  rocket  or  space  vehicle  payload  dimensions,  but  still  offer  adequate 
performance.  Vibradon  and  temperature  testing  of  the  optical  element  mounts  is  recommended 
prior  to  flight. 
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BEAM  FOUR  OPTICS  TABLE  FILES 
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Detector  Located  on 


BEAM  FOUR  OPTICS  TABLE  FILE 
SPHERICAL  GRATING 
FIRST  AND  ZERO  ORDER  TRACE 
DETECTOR  ON  ROWLAND  CIRCLE 
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Figure  36  Zero  Order  Spot  Diagram  (Sagittal) 
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Figure  38  Zero  Order  Spot  Diagram  (Circle  of  Least  Confusion) 
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BEAM  FOUR  OPTICS  TABLE  FILES 
SPHERICAL  GRATING 
FIRST  AND  ZERO  ORDER  TRACE 
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BEAM  FOUR  RAY  TABLE  FILE 
SPHERICAL  GRATING 
FIRST  ORDER  TRACE 
CYLINDRICAL  MIRROR 
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Figiire  42  Zero  Order  Spot  Diagram  (Cylindrical  Mirror) 


0.0005 

♦ 

0.0000  I 

0.0005 

0.0010 

Y  ( cm ) 

-  0.0010  -0.0005  0.0  0.0005  0.0010 

Figure  43  First  Order  Spot  Diagram  (Cylindrical  Mirror) 
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APPENDIX  C 


Spherical  Grating  2-D  Model  Ray  Trace  Text  File :  2Jero  Order  (3435  A  Example) 

The  analysis  wavelength  is  5435 .00(X)  angstroms. 

Aperture  data: 

Center  of  Opening  (x,y,z):  [  0.(X)000,  0.00000,  0.00000] 

Aperture  dimensions  (x,y):  [  0.01000,  0.01000] 

Points  across  opening  (x,y):  [  1,  1] 

Angular  beam  spread  (x,y);  [  2.000,  2.0(X)] 

Number  of  angles  in  spread  (x,y);  [1(X3,100] 

Center  angle  of  beam  rays  (x,y):  [  0.000,  0.000] 

No  offset  angles  are  traced. 

Aperture  shape  is  rectangular. 

Beam  spread  shape  is  rectangular. 

There  are  4  elements: 

*  y 

The  Center  of  Element  1  coordinate  System  is  0.000000  0.000000 

Euler  Angles  in  Degrees:  0.000000  160.967770 

Spherical  Grating  with  radius  of  curvature:  20.140  cm  and  12000.000  grooves 
Element  mask  is  circular  with  width  5.000  and  height  5.000  cm. 

^  y 

The  Center  of  Element  2  coordinate  System  is  11.738483  0.000000 

Euler  Angles  in  Degrees:  0.000000  321.935537  0.000000 

Plane  Mirror 

Element  mask  is  circular  with  width  5.000  and  height  5.000  cm. 

X  y  z 

The  Center  of  Element  3  coordinate  System  is  0.000000  0.000000  19.039053 

Euler  Angles  in  Degrees:  0.00(XK)0  160.967770  0.000000 

Spherical  Grating  with  radius  of  curvature:  20.140  cm  and  12000.(X)0  grooves  per  cm  (effective) 
Element  mask  is  circular  with  width  5.0(X)  and  height  5.000  cm. 

X  y  z 

The  Center  of  Element  4  coordinate  System  is  15.413692  O.OOOOIX)  -0.643887 

Euler  Angles  in  Degrees:  0.000000  321.935537  0.000000 

Plane  Surface 

Element  mask  is  circular  with  width  1.000  and  height  1.000  cm. 

There  were  10000  rays  from  all  points  and  angles. 

10000  rays  hit  the  detector. 

0  failed  to  hit  first  element. 

0  were  stopped  after  the  first. 


z 

19.039053 
0.000000 
per  cm  (effective) 

z 

4.049272 
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spherical  Grating  2-D  Model  Ray  Trace  Text  File  :  First  Order  (5435  A  Sample) 
The  analysis  wavelength  is  5435.0000  angstroms. 

Aperture  data: 

Center  of  Opening  (x,y.z):  [  0.00000,  0.00000.  0.00000] 

Aperture  dimensions  (x.y):  [  0.01000,  0.01000] 

Points  across  opening  (x,y):  [  1,  1] 

Angular  beam  spread  (x.y):  [  2.000,  2.000] 

Number  of  angles  in  spread  (x.y):  [100,100] 

Center  angle  of  beam  rays  (x.y):  [  0.(XX),  0.000] 

No  offset  angles  are  traced. 

Aperture  shape  is  rectangular. 

Beam  spread  shape  is  rectangular. 


There  are  4  elements: 


X  y  z 

The  Center  of  Element  1  coordinate  System  is  0.000000  0.000000  19.039053 

Euler  Angles  in  Degrees:  0.000000  160.967769  0.000000 

Spherical  Grating  with  radius  of  curvature:  20.140  cm  and  12000.0(X)  grooves  per  cm  (effective) 
Element  mask  is  circular  with  width  5.000  and  height  5.000  cm. 


X  y  z 

The  Center  of  Element  2  coordinate  System  is  0.000000  0.000000  0.000006 

Euler  Angles  in  Degrees:  0.000000  0.000000  0.000000 

Plane  Mirror 

Element  mask  is  circular  with  widtii  5.000  and  height  5.000  cm. 


X  y  z 

The  Center  of  Element  3  coordinate  System  is  0.000000  0.0000(X)  19.039053 

Euler  Angles  in  Degrees:  0.000000  160.967769  0.000000 

Spherical  Grating  with  radius  of  curvature:  20.140  cm  and  12000.000  grooves  per  cm  (effective) 
Element  mask  is  circular  with  width  5.000  and  height  5.000  cm. 


X  y  z 

The  Center  of  Element  4  coordinate  System  is  15.413692  0.(XX)000  -0.643887 

Euler  Angles  in  Degrees:  0.000000  321.935537  0.000000 

Plane  Surface 

Element  mask  is  circular  with  width  l.OOO  and  height  1.000  cm. 


There  were  lOOOO  rays  from  all  points  and  angles. 
10000  rays  hit  the  detector. 

0  failed  to  hit  first  element. 

0  were  stopped  after  the  first. 
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Figure  46  Spherical  Grating  5435  A  Interference  Pattern 


Figure  47  Spherical  Grating  5435.5  A  Interference 
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Figure  48  Spherical  Grating  5436  A  Interference 


Figure  49  Spherical  Grating  5434.5  A  Interference 
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APPENDIX  D 

Spatial  Hetercxlyne  Model  Ray  Trace  ;  Zero  Order  Path  Example 

The  analysis  wavelength  is  5435.0000  angstroms. 

Aperture  data; 

Center  of  Opening  (x,y,z):  [  0.00000,  0.00000.  0.00000] 

Aperture  dimensions  (x.y):  [  1.00000,  1.00000] 

Points  across  opening  (x.y):  [  1(X3. 100] 

Angular  beam  spread  (x.y):  [  0.000,  0.0(X)] 

Number  of  angles  in  spread  (x.y):  [1,1] 

Center  angle  of  beam  rays  (x.y):  [  0.000,  0.000] 

No  offset  angles  are  traced. 

Aperture  shape  is  rectangular. 

Beam  spread  shape  is  rectangular. 

There  are  4  elements; 

^  y 

The  Center  of  Element  1  coordinate  System  is  0.(X)0000  0.000000 

Euler  Angles  in  Degrees:  0.0(X)000  152.000000 

Plane  Grating  with  12000.0(X)  grooves  per  cm  and  order  0. 

Element  mask  is  rectangular  with  width  3.(X)0  and  height  3.000  cm. 

X 

The  Center  of  Element  2  coordinate  System  is  24.871130 
Euler  Angles  in  Degrees:  0.(X)0000 

Plane  Mirror 

Element  mask  is  circular  with  width  2.0(X}  and  height  2.000  cm. 


The  Center  of  Element  3  coordinate  System  is  0.000000  0.000000  50.000000 

Euler  Angles  in  Degrees:  O.OOCKXIO  152.00(XX)0  0.000000 

Plane  Grating  with  1 2000.000  grooves  per  cm  and  order  1 . 

Element  mask  is  rectangular  with  widdi  3.000  and  height  3.000  cm. 


The  Center  of  Element  4  coordinate  System  is  47.963830  0.000000  -10.236790 

Euler  Angles  in  Degrees:  0.(X)0000  321.471280  0.000000 

Plane  Surface 

Element  mask  is  rectangular  with  width  2.000  and  height  2.000  cm. 

There  were  10000  rays  from  all  points  and  angles. 

1(X)(X)  rays  hit  the  detector. 

0  failed  to  hit  first  element. 

0  were  stof^d  after  the  first. 


y  z 

0.000000  33.224210 

304.000000  0.000000 


z 

50.000000 

0.000000 


Spatial  Heterodyne  Model  Ray  Trace  :  Minus  One  Order  Example 


The  analysis  wavelengdi  is  5435.0000  angstroms. 


(  0.00000,  0.00000,  0.00000] 
[  1.00000,  1.00000] 

[  100, 100) 

[  0.000,  0.000] 


Aperture  data: 

Center  of  Opening  (x,y,z): 

Aperture  dimensions  {x,y); 

Points  across  opening  (x,y): 

Angular  beam  spread  (x,y}; 

Number  of  angles  in  spread  (x,y):  [  1,  1] 

Center  angle  of  beam  rays  (x.y):  [  0.000,  0.000} 
No  offset  angles  are  traced. 

Aperture  shape  is  rectangular. 

Beam  spread  shape  is  rectangular. 


There  are  4  elements: 


*  y 

The  Center  of  Element  1  coordinate  System  is  0.000000  0.000000 

Euler  Angles  in  Degrees:  0.000000  152.000000 

Plane  Grating  with  12000.000  grooves  per  cm  and  order  -1 . 

Element  mask  is  rectangular  with  width  3.000  and  height  3.000  cm. 


*  y 

The  Center  of  Element  2  coordinate  System  is  9.006830  0.000000 

Euler  Angles  in  Degrees:  0.000000  342.528720 

Plane  Mirror 

Element  mask  is  circular  with  width  2.000  and  height  2.000  cm. 


X  y 

The  Center  of  Element  3  coordinate  System  is  0.000000  0.000000 

Euler  Angles  in  Degrees:  0.000000  152.000000 

Plane  Grating  with  12000.000  grooves  per  cm  and  order  0. 

Element  mask  is  rectangular  widi  width  3.000  and  height  3.000  cm. 


*  y 

The  Center  of  Element  4  coordinate  System  is  47.963830  0.000000 

Euler  Angles  in  Degrees:  0.000000  32 1 .471 280 

Plane  Surface 

Element  mask  is  rectangular  with  width  2.000  and  height  2.000  cm. 


There  were  10000  rays  from  all  points  and  angles. 


10000  rays  hit  the  detector. 

0  failed  to  hit  first  element. 

0  were  stopped  after  the  first. 


50.000000 

0.000000 


21.383970 

0.000000 


z 

50.000000 

0.000000 


-10.260828 

0.000000 
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Figure  50  SH  loterfereDce  at  5435  A 
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Hgure  52  SH  Interference  at  5435.25  A 
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Figure  53  SH  Interference  for  5435.5  A 
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Figure  55  SH  Interfeieooe  5437  A 


Figure  58  SH  Interference  First  Mirror  Rotated  0.00625  Degree 
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Hgure  59  SH  Interference  First  Mirror  Rotated  0.003 1 3  Degree 
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APPENDIX  E 


SHS  Zero  Order  Oxygen  triplet 

The  analysis  wavelength  is  1302.17, 1304.87, 1306.04  angstroms 
Aperture  data; 

Center  of  Opening  (x,y,z): 

Aperture  dimensions  (x,y); 

Points  across  opening  (x,y): 

Angular  beam  spread  (x,y); 

Number  of  angles  in  spread  {x,y):  [1,1] 

Center  angle  of  beam  rays  (x,y);  [  0.000,  0.000] 

No  offset  angles  are  traced. 

Aperture  shape  is  rectangular. 

Beam  spread  shape  is  rectangular. 

There  are  4  elements: 


[  0.00000,  0.00000,  0.00000] 
(  1.00000,  1.00000] 

[  100, 100] 

[  0.000,  0.000] 


X  y  z 

The  Center  of  Element  1  coordinate  System  is  0,000000  0.000000  25.000000 

Euler  Angles  in  Degrees:  0.000000  147.000000  0.000000 

Plane  Grating  with  48000.000  grooves  per  cm  and  order  0. 

Element  mask  is  rectangular  with  width  3.000  and  height  3.000  cm. 


X  y  z 

The  Center  of  Element  2  coordinate  System  is  22.838640  0.000000  14.831580 

Euler  Angles  in  Degrees:  0.000000  294.000000  0.000000 

Plane  Mirror 

Element  mask  is  circular  with  width  2.000  and  height  2.000  cm. 


X  y  z 

The  Center  of  Element  3  coordinate  System  is  0,000000  0.000000  25.000000 

Euler  Angles  in  Degrees:  0.000000  147.000000  0.000000 

Plane  Grating  with  48000.000  grooves  per  cm  and  order  1 . 

Element  mask  is  rectangular  with  width  3.000  and  height  3.000  cm. 

X  y  z 

The  Center  of  Element  4  coordinate  System  is  18.307260  0.000000  1.233550 

Euler  Angles  in  Degrees:  0.000000  322.392980  0.000000 

Plane  Surface 

Element  mask  is  rectangular  widi  width  2.000  and  height  2.000  cm. 


There  were  30000  rays  from  all  points  and  angles. 
30000  rays  bit  the  detector. 

0  failed  to  hit  first  element. 

0  were  stoiq)ed  after  the  first. 
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SHS  First  Order  Oxygen  triplet 

The  analysis  wavelength  is  1302.17, 1304.87, 1306.04  angstroms. 
Aperture  data: 

Center  of  Opening  (x,y,z):  [  0.00000,  0.00000,  0.00000) 

Aperture  dimensions  (x.y):  [  1.00000,  1.00000] 

Points  across  opening  (x.y);  [  100, 100] 

Angular  beam  spread  (x.y):  [  0.000,  0.000] 

Number  of  angles  in  spread  (x.y):  (  1,  1] 

Center  angle  of  beam  rays  (x,y);  [  0.0(X),  0.000] 

No  offset  angles  are  traced. 

Aperture  shape  is  rectangular. 

Beam  spread  shape  is  rectangular. 


There  are  4  elements: 


X  y  z 

The  Center  of  Element  1  coordinate  System  is  O.OOOOCX)  0.000(X)0  25.000000 

Euler  Angles  in  Degrees:  O.OCKXXX)  147.(X)0000  0.(X)0000 

Plane  Grating  with  ^000.000  grooves  per  cm  and  order  -1 . 

Element  mask  is  rectangular  with  widdi  3.000  and  height  3.000  cm. 


X  y  z 

The  Center  of  Element  2  coordinate  System  is  11.887910  0.000000  3.007330 

Euler  Angles  in  Degrees:  0.000000  331.607020  0.000000 

Plane  Mirror 

Element  mask  is  circular  with  width  2.000  and  height  2.(X)0  cm. 


X  y  z 

The  Center  of  Element  3  coordinate  System  is  0.00(X)00  0.000000  25.000000 

Euler  Angles  in  Degrees:  0.00<XX)0  147.000000  0.000000 

Plane  Grating  with  480(X).000  grooves  per  cm  and  order  0. 

Element  mask  is  rectangular  widi  width  3.000  and  height  3.000  cm. 

X  y  z 

The  Center  of  Element  4  coordinate  System  is  18.307260  0.0(X)000  1.233550 

Euler  Angles  in  Degrees:  0.000000  322.392980  0.0(X)000 

Plane  Surface 

Element  mask  is  rectangular  with  width  2.000  and  height  2.(XX)  cm. 


There  were  30000  rays  from  all  points  and  angles. 
30(X)0  rays  hit  die  detector. 

0  failed  to  hit  first  element. 

0  were  stopped  after  the  first. 
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Figure  60  Atomic  Oxygen  Triplet  Interference  Pattern 
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